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Harnessing—Here and Hereafter 


JOHN LYMAN, Ph.D.' 


|; or well designed the other parts of an artificial arm may be, the func- 
tional success of the upper-extremity prosthesis must ultimately depend upon 
the adequacy of the coupling between the human being and the inanimate 
mechanism. Since this man-machine linkage is intended to hold the arm on the 
stump and to secure from residual body sources the mechanical power necessary 
for operation and control of the prosthesis, the technique of constructing it has 
come to be known simply as “harnessing.” Because body harness is such an 
intimate piece of apparel, and because arm amputees exhibit the same kinds 
of individual differences as characterize the rest of the population, it seems 
likely that proper harnessing will long remain a tribute to the personal skill of 
the prosthetist, despite all advances in prefabricated components. Although 
the clinic team may prescribe the specifications for a prosthesis within the 
existing framework of medical and engineering knowledge, the final result de- 
pends largely upon the prosthetist’s talent for constructing and fitting the 
harness in such a way as to meet anatomical, physiological, and functional re- 
quirements. oe 

Functionally, the harness may serve one or more of three purposes: it may 
hold the prosthesis in place; it may transmit power and excursion to produce’ 
force and movement in operating components; it may convey to the wearer the 
intelligence needed for arm control. In conventional construction of upper- 
extremity prostheses, it has been customary to rely upon the harness for the 
performance of all three of these services and, further, to obtain them all from 
a single harness system. Such an arrangement is of course grossly unlike that of 
the normal limb, where the control function, mediated by the nervous system, 
is clearly separated from the functions of suspension and of power transmission. 
Only in externally powered prostheses, as for examples the IBM Electric Arm 
and the Vaduz hand, has an attempt been made to separate the control function 
from the power and suspensory functions. Although to date such devices have 
not proved to be as useful or reliable as simpler ones, they are representative of 
an approach which may, in the long run, lead to far more refined limb substi- 


1 Assistant Professor of Engineering, University of California, Los Angeles. 
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tutes than can be contemplated by further development of a harnessing philoso- 
phy which stresses the combining of suspension, power transmission, and 
control. 

The use of body power for operating an artificial arm forms an inherent 
control link between the neuromuscular system and the prosthesis. To the ex- 
tent that a “closed loop” is effected via the sensory feedback available to the 
power-producing muscles, control of force and excursion through the power- 
transmission system is possible without the aid of external sensory-feedback 
loops such as vision and hearing. While the latter cues are generally present, 
they can at best serve only in an auxiliary capacity. The rich sensations of 
touch, pressure, pain, and temperature, which have been lost with the natural 
limb, have no substitute beyond their dim reflection in the signals from harness 
strap or cineplasty muscle pin of present-day prosthetics technology. 

One can argue, with considerable sustaining evidence, that the modern arm 
prosthesis is quite functionally adequate in most respects and that the addition 
of refinements in the form of further sensory cues for improved control would 
only complicate harnessing unnecessarily. But to take this viewpoint is paying 
tribute to the adaptability of the human mechanism rather than to the ade- 
quacy of today’s prosthetics research and development. As facts currently 
stand, it appears that no clear-cut assessment has been made of the importance 
of sensory losses to the amputee. The effort has been to achieve prosthetic 
replacement of motor function, and it still is not generally recognized that this 
goal has been approached with the present degree of success only because sen- 
sory control loops are established incidentally in the course of harnessing for 
power transmission. The major inadequacies leading to failure in externally 
powered prostheses can be traced directly to shortcomings in the design of con- 
trol loops—loops which are intrinsic even in the crudest of body-powered 
prostheses. 

Since in the present state of the art the optimum connection between the 
amputee and the operating mechanism is still so indispensable to the proper 
functioning of the upper-extremity prosthesis, this issue of ARTIFICIAL Limss 
is devoted to a summary of current harnessing technology as developed under 
the auspices of the Advisory Committee on Artificial Limbs. Although progress 
in the improvement of body harness has been substantial since World War II, 
even the latest techniques fall far short of duplicating the neuromuscular mech- 
anism of the normal arm. And consequently there is still a great deal of forward- 
looking to be done in the “esearch, development, and production phases of 
upper-extremity prosthetics. 

Where will the technology come from that may make possible “sensory pros- 
theses’ with attendant refinements in the present “motor prostheses’? Prob- 
ably not directly from current trends in artificial-limb research. As is common 
knowledge, a very real and dynamic revolution is under way in the modern 
engineering sciences. It is accompanied by a plethora of popular terms like 
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“‘cybernetics,”’ “‘servomechanisms,” “information theory,” “digital and ana- 
logue computers,” and “automation,” to name a few. From the developments 
that are taking place, many new materials and processes are becoming avail- 
able. Just as the aircraft industry, through the Northrop design studies, has 
contributed the present lightweight plastic artificial arm and the Bowden- 
cable transmission system, so it may be anticipated that within a relatively few 
years the electronics and missile industries may make even greater contribu- 
tions. Compact, reliable, and lightweight items like the famed transistor may 
become as commonplace in the control systems for artificial arms as is presently 
the case in hearing aids. New products from metallurgy and chemistry may 
eventually make it possible to realize direct attachment of prosthetic devices to 
remaining skeletal members of the body through the skin and surrounding 
tissue, with consequent elimination of the socket and of the suspensory elements 
of harness. Much of the theory and much of the methodology for accomplishing 
the direct coupling of man to mechanism, including the all-important link to 
the nervous system for control, are either available already or else are promised 
within the foreseeable future. 

Because in the field of amputee rehabilitation there are never apt to be avail- 
able the amounts of research money now characteristic of other fields of science 
and invention, it is fortunate that a systematic plan for the advancement of 
limb prosthetics has become so well established in the decade since World War II. 
The Artificial Limb Program furnishes an organized means of following 
progress in other areas and of adapting to limb substitutes new approaches and 
new techniques that would otherwise lie far beyond the purse of prosthetics 
research itself. The future in design of limb replacements is thus perhaps now 
greater than ever before. Even so, no matter how sophisticated upper-extremity 
prostheses may become, the actual utility of any given artificial arm will con- 
tinue to reside largely in the degree to which the fitter can attain the optimum 
sensory-motor association through accomplished ‘harnessmaking. In no other 
known way can so much satisfaction be afforded the individual arm amputee. 




















The Biomechanics of Control 


in Upper-Extremity Prostheses 


1. THE rehabilitation of the upper-extremity 
amputee, structural replacement by prosthetic 
arm and hand is an obvious requirement, and 
it poses a comparatively easy task; functional 
replacement by remote control and by sub- 
stitute mechanical apparatus is more elusive 
and hence infinitely harder. For the purposes 
of functional utility, remaining movements 
of upper arm, shoulder, and torso must be 
harnessed, and use must be made of a variety 
of mechanical devices which amplify remaining 
resources by alternators, springs, locks, and 
switching arrangements. The facility of con- 
trol attained through this apparatus is the key 
to its ultimate value. 

The future of upper-extremity prosthetics 
depends upon an ever-increasing understanding 
of the mechanics of the human body by all 
who minister to the amputee—prosthetist, 
surgeon, and therapist alike. It must always 
be stressed that the final goal is an amputee 
who can function. Too often there is a tendency 
to put undue faith in the marvels of mechanism 
alone, when in fact it is the man-machine 
combination that determines performance. It 
is in this broad frame of reference that the 
biomechanical basis of upper-extremity con- 
trol must be approached. 


PROSTHETICS ANTHROPOMETRY 


SURFACE LANDMARKS 


If successful control is to be obtained, the 
various components of the prosthesis must be 
positioned with a good degree of accuracy. 


1 Professor of Engineering, University of California, 
Los Angeles; member, Advisory Committee on Arti- 
ficial Limbs, National Research Council, and of the 
Technical Committee on Prosthetics, ACAL, NRC. 
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To do so requires reference points on the body, 
of which the most satisfactory are certain 
bony landmarks. Most of these skeletal 
prominences protrude to such an extent that 
location is easily possible by eye. Others 
require palpation, and this method should be 
used to verify observation in every case. The 
bones most concerned in upper-extremity 
anthropometry are the clavicle, the scapula, 
the humerus, the ulna, and the seventh 
cervical vertebra. Surface indications of 
protuberances, angles, or other features of 
these bones constitute the landmarks, the 
locations and definitions being given in Fig- 
ure 1. 


ARM AND TRUNK MEASUREMENTS 


The typical male torso and upper extremity 
are shown in Figure 2, which, together with 
Table 1, was derived from average measure- 
ments on Army personnel (16). Such an 
average form serves to establish harness 
patterns and control paths. The arm, forearm, 
and epicondyle-thumb lengths* constitute the 
basis of sizing prostheses (2). Arm length 
places the artificial elbow; forearm length 
locates the terminal device. The epicondyle- 
thumb length is an important over-all sizing 
reference because in the unilateral arm am- 


2 In everyday language the word “arm” is of course 
taken to mean the entire upper extremity, or at least 
that portion between shoulder and wrist. In anatomical 
terms, “arm” is reserved specifically for the segment 
between shoulder and elbow, that between elbow and 
wrist being the “forearm.” Although in the lower ex- 
tremity the word “leg” commonly means the entire 
lower limb, whereas anatomically the “leg” is that seg- 
ment between knee and ankle, confusion is easily 
avoided because we have the special word “shank.” 
No such spare word is available to describe the humeral 
segment of the upper limb.—Eb. 




















putee it is customary 
to match hook length 
(and, in the case of the 
artificial hand, thumb 
length) to the length of 
the natural thumb (Fig. 
3). The bilateral arm 
amputee can be sized 
from body height by 
means of the Carlyle 
formulas (3), which em- 
ploy factors derived 
from average body pro- 
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FUNCTIONAL ANATOMY RADIUS 
The human. torso, 
shoulder, and upper ex- ULNA 
tremity are exceedingly ULNAR STYLOIDW__ 


complex structures. In 
any dealing with these 
elements of anatomy, 
therefore, it is desirable 
to sort out from the 
mass of detail those 
features important to 
the particular area of 
study and application. 
Where prosthetic con- 
trols are concerned, the 
mechanism of movement is the central subject 
of consideration. This functional anatomy 
treats of the aspects of bone, joint, and muscle 
structure that together determine the modes 
and ranges of motion of the parts. It is a 
descriptive science, and while to escape de- 
pendence upon nomenclature is_ therefore 
impossible, the purpose here is to convey a 
basic understanding of the operation of the 
upper-extremity mechanisms without undue 
use of specialized terminology. In any case, 
the reader should have available basic ana- 
tomical references such as Gray’s Anatomy (13) 
or kinesiology texts such as those of Steindler 
(17) and of Hollinshead (9). 


ELEMENTARY 
TREMITY 


MOTIONS OF THE UPPER EX- 


The geometry of each joint is complex, and 
most movements involve an interaction of two 























Fig. 1. Bones and external landmarks in the upper extremity. Definitions: seventh 
cervical vertebra, most prominent vertebra in the neck region; acromion, extreme 
lateral edge of the bony shelf of the shoulder; inferior angle of scapula, lowest point 
on shoulder blade; epicondyles, lateral and medial bony points at the pivot of the 
elbow; ulnar styloid, projecting point on little-finger side of the wrist. 


or more joints. Consequently, a motion 
nomenclature based on joint movements would 
be unnecessarily complicated. More simply, the 
motion of each part upon its proximal joint 
may be described with respect to the principal 
planes which intersect at that joint. In this 
system, moreover, one may define a standard 
position in which the trunk is erect, the arms 
hang with their axes vertical, the elbows are 
flexed to 90 deg., and the wrist planes are 
vertical to assume the “shake-hands”’ position. 

Figure 4 presents the angular movements 
possible in the three planes of space. The 
shoulder-on-chest, arm-on-shoulder, and hand- 
on-wrist actions take place through two angles, 
as if moving about a universal joint. Geo- 
metrically, the arm motions are more precisely 
defined by a spherical coordinate system where 
the segment position is given by longitude and 
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Fig. 2. Basic anthropometry of the male torso and upper extremity. See Table 1. 


Table 1 colatitude angles. For descriptive purposes, 

Averace Bopy MEASUREMENTS however, the anatomical nomenclature is com- 

(See Figure 2) monly used. It should be recognized that, for 

Lengths multiaxial joints, flexion-extension and ele- 

a, bideltoid 17.9in. vation-depression angles describe motions in 

b, cross-back width 14.8 the major orthogonal planes only, and inter- 
c, elbow breadth 17.5 


mediate angular excursions must be thought of 


d, hip breadth 14.0 7 f 

e, shoulder-elbow length 14.3 as combinations of these motions. 

f, forearm-hand length 18.7 The simplified movement system depicted in 
g, sitting height 35.8 Figure 4 is incomplete in many ways. Not in- 
h, cervical height _ 26.1 cluded are such movements as twisting of the 
, supersternale height 23.0 


1 ° 
j, height of inferior angle of scapula (ap- shoulder due to various scapular movements, 


proximately at midpoint of sitting anterior-posterior swings of the arm in po- 
height) sitions of partial elevation, and the slightly 
Girths conical surface of revolution of forearm 


G1, neck 14.5 flexion. These details may, however, be 

G2, chest 36.3 

G3, waist 30.7 _—_ 

G4, wrist . 6.7 3It deserves to be noted here that, taken literally, 
Prosthetic Dimensions expressions such as “forearm flexion-extension,” “arm 

A, acromion-epicondyle length 13.2 flexion-extension,” and “humeral flexion-extension” 

B, epicondyle-styloid length 9.9 represent questionable nomenclature. To “flex” means 


B + C, epicondyle-thumb length 14.4 to “bend.” Limb segments do not bend very readily 


























ignored in the interest of the simplicity of 
description that is adequate for the purposes 
of upper-extremity prosthetics. 


THE SHOULDER GIRDLE 
Skeletal Members and Joints 


The scapula and clavicle are the chief bones 
making up the shoulder girdle. Secondarily, the 
proximal portion of the humerus may be in- 
cluded, since the close interarticulation of all 
three bones at the shoulder joint gives a con- 
siderable degree of coordinated activity among 
them and also extends to the complex as a 
whole the actions of many of the muscles 
inserting on the individual members. 


without breaking. Joints are designed for flexion. In 
the lower extremity, for example, one speaks not of 
“shank flexion” but of “knee flexion,” not of “thigh 
flexion” but of “hip flexion.” That is, one uses “flexion” 
or “extension” not with reference to motion of the 
distal segment but with reference to the more proximal 
joint. Although Webster accepts the expression “to 
flex the arm,” he obviously uses the word “arm” in 
the everyday sense of meaning the entire upper ex- 
tremity, or at least that portion between shoulder and 
wrist. Because this loose terminology in the upper ex- 
tremity is so widely established, not only among workers 
in prosthetics, it is used throughout this issue of ArtI- 
FICIAL Limss, with the understanding that “forearm 
flexion” means “elbow flexion,” “arm flexion” and 


“thumeral flexion’? mean “flexion of the glenohumeral 
joint (and associated structures).” See page 9 ef 
seq.—Eb. 





BIOMECHANICS OF CONTROL 


Fig. 3. Correct lengths for upper-extremity prosthe- 
ses. In the unilateral case, hook length is made to co- 
incide with normal thumb length, as is also the thumb 
length of the artificial hand. For bilateral arm ampu- 
tees, A = 0.19 X (body height); B + C = 0.21 X 
(body height). After Carlyle (3). 


Details of the skeletal anatomy involved are 
shown in Figure 5, There are in the system two 
joints and one pseudo joint. In the sterno- 
clavicular joint, the clavicle articulates with 
the sternum in a somewhat saddle-shaped 
juncture recessed in a concavity within the 
sternum. The biaxial surfaces permit move- 
ments in two planes. Ligaments crossing the 
joint prevent displacement of the clavicle 
anteriorly and laterally. The elevation-de- 
pression range is 50 to 60 deg., the flexion-ex- 
tension range from 25 to 35 deg. 

In the acromioclavicular joint, the distal 
end of the clavicle articulates with the scapula 
in an elliptical juncture which permits a ball- 
and-socket type of action. The acromio- 
clavicular ligaments bind the joint directly. 
Strong ligaments from the clavicle to the 
coracoid process give important additional 
stabilization. The range of movement is small, 
being only about 10 deg. in the frontal and 
sagittal planes. 

The pseudo joint, the scapulothoracic, is a 
muscular suspension which holds the scapula 
against the thoracic wall but which at the same 
time permits translatory and rotatory move- 
ments. A large factor in maintaining this joint 
in position is barometric pressure, which is es- 
timated to act upon it with a force of 170 lb. 


Muscles and Movements 


The complex arrangement of bony elements 
is rivaled by the involved nature of the muscles 
of the shoulder girdle and by the intricate 
ways in which they act upon it. The schematic 
view of Figure 6 presents the fundamentals. 
Elevation of the shoulder is seen to be brought 
about principally by elevators and downward 
rotators of the scapula, such as the upper 
trapezius, the levator scapulae, and the rhom- 
boids. Although the rhomboids assist in 
elevation, they do not contribute to upward 
rotation. Depression of the shoulder is medi- 
ated by muscles inserted on the scapula, the 










involved in upper-extremity controls. 








ELEVATION 
40° 
\ 
-|-O 
10° 
. ss DEPRESSION 
SHOULDER 
ELEVATION 
ig0° 








0° 
DEPRESSION 


ROTATION: MEDIAL O LATERAL 





90° 
ARM 
O\ » . 
—_ 
° 
SUPINATION PRONATION 
FOREARM 


Fig. 4. Simplified movement system in the u 





FLEXION _ 


COd%: 







EXTENSION 
SHOULDER 
FLEXION 
Ig0° 
\ 
EXTENSION 
60° \ 

0° 

ARM 
FLEXION 


140° 


EXTENSION 
0 
FOREARM 


(hyperextension absent or variable 
up to 10°) 


pper extremity. Wrist flexion is omitted since ordinarily it is not 























clavicle, and the proximal end of 
the humerus. Anteriorly the lower 
fibers of the pectoralis major, the 
pectoralis minor, and the sub- 
clavius, and posteriorly the lower 
trapezius and latissimus, act as 
depressors. 

Rotation of the scapula upward 
(i.e., right scapula, viewed from 
the rear, rotates counterclockwise) 
or downward (i.e., right scapula, 
viewed from the rear, rotates 
clockwise) is brought about by a 
special combination of the eleva- 
tors and depressors. As shown in 
Figure 6, two portions of the tra- 
pezius, together with the serratus, 
cause upward rotation. Conversely, 
the pectorals, the latissimus, and 
the rhomboids cooperate to cause 
downward rotation. As will be seen 
later (page 13), the mechanical 
principle of the couple applies in 
these rotatory actions upon the 
scapula. 

Flexion and extension of the 
shoulder involve as principal ele- 
ments the abduction and adduction, respec- 
tively, of the scapula. The flexor muscles acting 
on the shoulder complex are the pectoralis 
major and minor, which swing the clavicle and 
acromion forward. The serratus anterior aids 
strongly by abducting the scapula. The exten- 
sors, placed posteriorly, include the latissimus, 
which pulls posteriorly and medially on the 
humerus, and the trapezius and rhomboids, 
which pull medially on the scapula. 

The forward and backward shrugging of the 
shoulders with abduction and adduction, to- 
gether with some upward and downward 
rotation of the scapulae, constitutes a major 
control source. Even in above-elbow amputees 
who use humeral flexion for forearm lift and 
for terminal-device operation at low elbow 
angles (page 22), scapular abduction is 
utilized for terminal-device operation at 
large angles of elbow flexion (e.g., when the 
terminal device is near the mouth). In shoulder 
amputees, both these operations depend 
wholly upon scapular abduction augmented by 
upward rotation. 
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Fig. 5. Skeletal anatomy of the shoulder region. a, Anterior view. 
b, Posterior view. 


THE ARM 
The Humerus and the Glenohumeral Joint 


The humerus, together with its joint at the 
shoulder, comprises the skeletal machinery of 
the arm. As noted in Figure 4, it is capable of 
flexion-extension, elevation-depression, and 
rotation upon its proximal joint. The glenoid 
cavity, a lateral process on the scapula, re- 
ceives the spherical surface of the humeral 
head. The glenohumeral articulation is there- 
fore of true ball-and-socket character. The 
fibrous joint capsule is remarkable in that it 
envelops the humeral head and the glenoid 
margins in complete but rather loose fashion, 
so that a wide range of movement is possible. 
To some extent barometric pressure, but to 
larger extent the musculature spanning the 
joint, is responsible for keeping the articular 
surfaces together in all angular positions. A 
group of muscles including the subscapularis, 
the supraspinatus, and the infraspinatus func- 
tion principally in this holding action. 
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Fig. 6. Schematic kinesiology of the shoulder girdle. L, latissimus; 
LS, levator scapulae; LT, lower trapezius; MT, medial trapezius; 
PM, pectoralis major; Pm, pectoralis minor; RM, rhomboid major; 
Rm, rhomboid minor; SA, serratus anterior; SC, subclavius; UT, 


upper trapezius. 


Muscles and M ovements 

The kinesiology of the arm is closely associ- 
ated with that of the shoulder girdle, nearly all 
natural movements involving a coordinated 
movement between arm and shoulder. It is 
helpful, however, first to describe the pure 
movements of the arm. Schematics of the 
muscles acting upon the arm are presented in 
Figure 7. Elevation is effected by the lateral 
deltoid and the supraspinatus, depression by 
the latissimus, the pectoralis major, the long 
head of the triceps, and the teres major. In 
both actions, the contributions of individual 
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muscles differ according to the 
angle of the arm. And it should be 
noted that, with insertions near the 
pivot point of the humeral head, 
the rotatory moments are propor- 
tionately small, thus accounting for 
the large number of muscles neces- 
sary to give adequate joint torques. 

Arm flexion and extension are 
brought about by two groups of 
muscles. The biceps, the coraco- 
brachialis, the anterior deltoid, 
and the clavicular fibers of the pec- 
toralis major mediate flexion, while 
the posterior deltoid, the long head 
of the triceps, the latissimus, and 
the teres major effect extension. 
Rotation of the arm depends upon 
muscles that insert on the surface 
of the humerus and then pass an- 
teriorly or posteriorly around it to 
impart medial or lateral torsion. 
As would be expected, rotational 
forces are greatest when the arm 
hangs at the side; torque is reduced 
drastically when the arm is elevated 
over the head and the twisting 
angles of the muscles tend to dis- 
appear. 


RM 


Combined Arm and Shoulder 

Movements 

In most natural arm movements, 
such as arm elevation, arm flexion, 
forward reaching, and to-and-fro 
swings of the partially elevated 
arm, both arm and shoulder girdle 
participate. In full arm elevation of 180 deg., 
for example, 120 deg. are contributed by ro- 
tation of the arm on the glenohumeral joint, 
60 deg. are contributed by upward rotation of 
the scapula (/7). In forward reaching, in- 
volving partial arm flexion, the shoulder 
flexes and the scapula abducts and rotates 
slightly. Properly managed, this motion, the 
common flexion control motion of both the 
above- and the below-elbow amputee (pages 
19-22) can marked gracefulness to 
prosthetic operation. 
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Fig. 7. Schematic kinesiology of the arm. AD, anterior deltoid; B, biceps; CB, coracobrachialis; JS, infraspina- 
tus; L, latissimus; LD, lateral deltoid; PD, posterior deltoid; PM, pectoralis major; S, subscapularis; SS, supra- 


spinatus; 7, triceps; 7M, teres major; Tm, teres minor. 


THE FOREARM 
Skeletal Members 


The radius and ulna together constitute a 
forearm lever which can rotate about the 
elbow axis. By virtue of the arrangement at 
the proximal head of the radius and at the 
distal end of the ulna, the forearm can also 
carry out torsion about its longitudinal axis 
to produce wrist rotation. With the aid of the 
mobility at the shoulder and at the wrist, it is 
possible to place the hand in space in an 
almost unlimited number of positions. The 
skeletal anatomy of the elbow is shown in 
Figure 8, the articulations being the ulno- 
humeral and the radiohumeral. Participating 
in forearm rotation is the radioulnar joint at 
the wrist. 

The ulnohumeral joint has an unusual 
structure. The complex surfaces of articulation 
between ulna and humerus are such that the 
axis of rotation of the forearm is not normal to 
the long axis of the humerus. As the elbow is 
flexed or extended, therefore, the forearm does 
not describe a plane. Instead, the ulna swings 
laterally as the elbow is extended, until at full 
extension the cubital angle is about 170 deg. 
Nevertheless, only small error is involved in 
considering the motion to be essentially that 
of a simple hinge with an axis of rotation per- 
pendicular to ulna and humerus and allowing 
the ulna to swing through about 140 deg. of 
flexion. 

In the radiohumeral joint, the slightly con- 





cave proximal end of the radius articulates 
with the hemispherical capitulum placed 
somewhat laterally on the anterior surface of 
the distal end of the humerus. The radius is 
free to move with the ulna through the com- 
plete range of flexion and, in addition, to ro- 
tate with forearm pronation and supination. 

In the radioulnar joint, the distal end of the 
ulna forms a curved surface against which the 
radius opposes an articulating concavity. As 





Fig. 8. The right elbow joint, viewed from in front. 
The thin capsular ligament is not shown. Note that the 
ulna, with its posteriorly projecting olecranon, forms 
a hinge joint with the humerus, while the head of the 
radius is free to rotate within the annular ligament. 








the forearm goes through a pronation-supi- 
nation range of about 170 deg., the radius 
“swings like a gate” about the distal end of the 
ulna, 


Muscles and Movements 


As shown in Figure 9, the musculature for 
providing forearm flexion and extension is 
comparatively simple, while that for prona- 
tion-supination is somewhat more involved. 
Flexion of the forearm is effected principally 
by the biceps, originating on the scapula 
and inserting on the radius, and by the 
brachialis, spanning the elbow from humerus 
to ulna. Secondarily, the brachioradialis and 
other muscles, originating distally on the 
humerus and coursing down the forearm, con- 
tribute to flexion. Extension is largely the 
function of the triceps, originating on both the 
scapula and humerus and inserting on the 
leverlike olecranon process of the ulna. A small 
extensor action is added by the anconeus. 

Rotation of the forearm is a function of 
many muscles. Some, such as the supinator, 
evidently are designed for the purpose, while 
others, as for example the finger flexors, have 
different principal functions, the contribution 
to forearm rotation being only incidental. 
Figure 9 presents the major rotatory muscles 
only. Supination is mediated by the bra- 
chioradialis, the supinator brevis, and the 
biceps, pronation by the pronators quadratus 


B 


Su(Z] )PT 








FLEXORS 
EXTENSORS --—— 


SUPINATORS ——— 
PRONATORS 


Fig. 9. Schematic kinesiology of the forearm. A, 
anconeus; B, biceps; BR, brachialis; BrR, brachio- 
radialis; PT, pronator teres; PQ, pronator quadratus; 
Su, supinator; 7, triceps. 
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and teres. Of great importance to upper-ex- 
tremity prosthetics is the fact that rotation of 
the forearm is a function of total forearm 
length. With successively shorter stumps, not 
only are the rotation limits of the radius and 
ulna reduced, but also the contributions of 
muscles are eliminated as their insertions are 
sectioned. 


MUSCULOSKELETAL MECHANISMS 


The upper extremity having been considered 
from the standpoint of functional and de- 
scriptive anatomy, attention may now be 
turned to a more mechanical view of its oper- 
ations. Typical elements of mechanism in the 
upper extremity include joints (bearing sur- 
faces), joint-lining secretions (lubricants), 
bones (levers and couple members), tendons 
(transmission cables), and muscles (motors). 
The arrangement of these elements makes up a 
complex machinery capable of such diverse 
activities as precise orientation in space, per- 
formance of external work, fine digital manipu- 
lations, and so on. 


TYPICAL JOINT MECHANICS 


The elbow joint embodies the essential 
structures of diarthrodial joints. The bearing 
surfaces are covered with a thin layer of 
articular cartilage that is continuous with the 
synovial membrane lining the whole joint 
capsule. Subsynovial pads of fat serve to fill 
up the changing spaces that occur during 
movement of the joint (Fig. 10). It is believed 
that these fatty deposits serve as “pad oilers” 
to maintain the continuous film of synovial 
fluid over the articular surfaces (4). This 
fluid contains mucin (a glycoprotein which 
serves as a lubricant for the joint) and other 
material constituting a nutritional medium 
for the articular cartilage. Considerable un- 
certainty exists concerning the method of 
formation and distribution of the fluid to the 
joint, but its mechanical function is clear and 
the normal joint performs as a_ well-oiled 
bearing. 


BONES AND THEIR MECHANICAL FUNCTION 


The bones of the upper extremity, besides 
forming a support for soft tissue, provide a 
system of levers which makes the arm an im- 
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A B 
Fig. 10. Typical change in joint spaces with flexion- 
extension, as revealed by the elbow. Redrawn from 
Steindler (17), after Fick. A, Gap of the medial border 
of the olecranon surface with elbow in extreme exten- 
sion. B, Gap of the lateral border of the olecranon in 
extreme flexion. 


portant mechanism for the performance of 
gross work, such as lifting, slinging, and 
thrusting. The arm bones serve further 
as positioners of the hand, in which other, 
finer bones constitute the intricate articulated 
framework of the manipulative mechanism. 
Two main features of bones merit discussion 
here—their internal composition and con- 
struction and their external shape and adap- 
tations that permit them to serve as members 
of mechanical systems. 


Internal Structure 


There is much evidence that the gross in- 
ternal structure of bone is eminently suited to 
withstand the mechanical stresses placed upon 
it by the compressive loads of weight-bearing, 
by the tensions of tendons and ligaments, and 
by the lateral pressures of adjacent tissues (4). 
The nature and orientation of the trabeculae 
in cancellous bone have, for example, long been 
held, in theory, to provide the maximum 
strength along the lines of major stresses. This 
idea, originally suggested by von Meyer, 
has been championed by many, including 
Koch, who carried out a stress analysis on the 
femur (/2). Objections to the von Meyer 








theory have dealt largely with the frequent 
and incautious extension of the concept. It is 
now believed that genetic and growth factors 
determine the essential form and dimensions of 
bone. Mechanical stresses serve secondarily 
to mold and modify it to give added strength 
where stresses are greatest. One must grant 
from even a superficial examination of the 
internal structure of bone that Nature has 
done an admirable job of designing for max- 
imum strength with minimum weight. 


Members of Mechanical Systems 


The second principal feature of bones, that 
of serving as rigid members in a complex of 
mechanical systems, is the one that has en- 
gaged the most attention. It is surprising that 
the simple lever concepts of Archimedes have 
persisted in anatomy and kinesiology texts to 
the present day. Thus, the forearm-flexor 
system is said to act as a third-class lever, the 
extensor system as a first-class lever. Although 
these assertions are of course true, both of 
these systems are, in the more complete 
language of Newtonian mechanics, parts of 
force-couple systems in which equal and 
opposite components of force are transmitted 
through the bones and joints (Fig. 11). Elft- 
man (7) has emphasized this view. The 
magnitude of the couple is given by the product 
of the force (either of the equal but opposite 
forces) and the distance between them, which 
also is numerically equal to the torque of the 
muscle force. The concept of the couple calls 
attention to the existence of the equal and 
opposite forces in joints and emphasizes the 
loads placed upon them by muscular work. 

Another and more complicated application 
of the couple is seen in scapular rotation. 
Here, as described by Inman ¢/ al. (//) and as 
shown in Figure 12, 
the pull of the lower 
fibers of the serratus an- 
terior upon the scapula 
is such as to give it 


cE 
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Fig. 11. Force couples at 
the elbow. Tensile forces 
in biceps and brachialis are 
associated with equal, op- 
posite, and parallel forces 
through the joint. 


+F 











upward _ rotation, 
while the thrust of 
the clavicle, acting 
through the acro- 
mioclavicular joint, 
holds a pivot for the 
rotation. Simultane- 
ously, the pull of the 
upper trapezius fi- 
bers causes the clav- 
icle to undergo an- 
gular rotation about 
the sternoclavicular 
joint. The result is 
that, at least through 
the first 90 deg. of 
arm elevation, the 
motion is shared by 
coordinated angular 
rotations of scapula, 
clavicle, and hu- 
merus. As a basic 
part of this rotatory 
action, the scapula 
acts as the moment 
arm of a force couple, the trapezius and serratus 
providing components of force which are equal 
and opposite. 





Fig. 12. Muscle forces 
acting on the shoulder, an- 
terior view. The trapezius, 
acting diagonally, gives a 
supportive component, F,, 
and a horizontal compo- 
nent, F,, which together 
with the opposite force from 
the serratus, S, comprise an 
upward rotatory force 
couple on the scapula. 


TENDONS AND MUSCLES 


The specific functions of tendons are to 
concentrate the pull of a muscle within a small 
transverse area, to allow muscles to act from a 
distance, and in some instances to transmit 
the pull of a muscle through a changed path- 
way. The mechanical importance of this tissue 
is nowhere more evident than in the arm, where 
a large degree of versatility of motion in the 
segment distal to each joint is preserved by 
“remoting” the action of muscles through 
slender, cablelike tendons over joints. By this 
means lines of pull are brought near the joint 
axes, thus providing a lever arm consistent 
with the tensile force of the muscle at all joint 
angles and also giving at low joint angles an 
increased angular motion for a given linear 
contraction. Other advantages of remoting the 
muscles are seen in the forearm and hand. In 
order to afford the variety and complexity of 
interdigital movements, many independent 
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muscle units are necessary, and critical space 
problems are avoided because muscles such as 
the common flexors and extensors of the fingers 
are placed at some distance up the forearm. 

The predominant function of tendon as a 
tension member in series with muscle, which is 
a tension motor, is seen in early growth stages. 
An undifferentiated cellular reticulum of 
connective tissue is everywhere found in 
embryonic tissue. The parent cells are fibro- 
blasts; they elaborate and extrude the col- 
lagenous material of which white fibers are 
made (4). At this point the presence of mechan- 
ical tensions in the tissue influences the rate, 
amount, and direction of the resultant fiber 
formation. At maturity the tendon is composed 
almost entirely of white collagen fibers, 
closely packed in parallel bundles, to form a 
cablelike strand. It is contained within a 
sheath which forms a loose covering lubri- 
cated continuously by a mucinous fluid to 
reduce friction with surrounding tissues. 

Mutual adjustment of the characteristics of 
muscle and tendon is shown in many respects. 
The musculotendinous juncture varies with the 
arrangement of the muscle fiber. It shows a 
simple series arrangement for fusiform muscles 
like the biceps, or it comprises a distributed 
attachment zone by continuation of the 
tendon into intramuscular septa where pinni- 
form fibers may insert (Fig. 13). In some un- 
explained way the relative lengths of muscle 
and associated tendon are so composed that 
the shortening range of the muscle is that 
necessary to move the segment distal to the 
joint through its maximum range (8). The 
capacity to adapt the ratio of muscle length to 
tendon length has been demonstrated in an 
experiment in which the pathway of the 
tibialis anterior tendon in the rabbit was 
shortened. The result was that the tendon 
shortened while the muscle lengthened to re- 
gain the normal joint range (4). 

The relative strengths of muscle and of 
tendon also show an approximate compati- 
bility, the tensile strength of tendon, measured 
at from 8700 to 18,000 lb. per sq. in. (6), being 
greater than that for muscle. Strength tests of 
excised muscle-tendon systems show that 
failure commonly occurs in the belly of the 
muscle, or at the musculotendinous juncture, 
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Fig. 13. Muscle fiber patterns. A, Fusiform. B, 
Bipinniform. 


or at the bone-tendon juncture, but never 
exclusively in the tendon itself. Analysis of 
clinical cases indicates that muscle is still the 
site of failure even when it is maximally 
tensed (/4). It is clear, then, that of the muscle- 
tendon combination the tendon is normally 
always the stronger. 


FOREARM-FLEXOR MECHANICS 


The forearm-flexor system 
is well suited to serve as an 
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which the equivalent muscle acts. The angle 
between the axis of the muscle and that of the 
forearm bones, i.e., the “angle of pull,” 
theoretically ranges from 0 deg. at full ex- 
tension to 90 deg. at 100 deg. of elbow angle, 
and since the moment arm is continuously 
proportional to the sine of the angle of pull the 
mechanical advantage of the lever also is 
proportional to it. 

There are of course departures from this 
idealized geometry. For one thing, the angle of 
pull and the elbow angle are not exactly 
equal. Moreover, at small elbow angles the 
torque component does not actually drop to 
zero because the muscles must always pass over 
the elbow joint at some finite distance from its 
center. Finally, the force-length curve (J0) 
of the equivalent muscle must also be taken 
into account in expressing the effective torque. 
For these and other reasons, actual torque 
measurements take precedence over theoretical 
calculations, and the composite curve of 
Figure 14 has been plotted from the results of 
a number of investigators. Whereas _ the 
moment arm peaks at an elbow angle of 100 
deg., the muscle force is declining throughout 
the elbow-flexion range, and the net effect, 
as reported by Miller (15), is a maximum 
torque of about 625 lb.-in. at from 80 to 90 
deg. Clarke and Bailey (5) found a peak of 
about 400 lb.-in. at between 70 and 80 deg., 
and the author has obtained 550 lb.-in. just 
under 90 deg. in a group of subjects. Wilkie’s 
data give a value of about 525 lb.-in. at 80 










etry of the idealized flexor system. 
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deg., measured on himself (22). These vari- 
ations can be explained as resulting from the 
effect of a limited sampling of an inherently 
variable characteristic. Greater consistency 
probably could be obtained in a larger series 
of measurements. 


MAXIMUM TORQUES IN MAJOR ACTIONS 


Because they express the fundamental out- 
put characteristics, and because they are most 
easily measured, the muscle torques about the 
major joints represent the most significant 
and practical aspects of the statics and dy- 
namics of the musculoskeletal system. Not 
only is muscular power a concept of uncertain 
validity but also it is very difficult to measure. 
The combined effect of muscle and lever, how- 
ever, can easily be measured in many subjects, 
so that statistical stability can be achieved in 
the results. Because muscle agonists change 
length with joint angle, and because they are 
thus caused to work on different parts of their 
length-tension diagrams, joint torques vary as 
a function of joint angle. As demonstrated by 
Clarke (5), this phenomenon, shown in Figure 
14 for the forearm-flexor system, holds more 
or less for all major actions about the joints. 
But these details may be neglected in sum- 
marizing the maximum torques throughout the 
upper-extremity system (Table 2). 





THE FUNCTIONAL ROLE OF SOCKETS 


The socket is the foundation of the upper- 
extremity prosthesis. It obtains purchase upon 
the most distal segment of the remaining 
member and should be stable, though com- 
fortable, in its fit with this member. The 
socket must bear weight both axially and in all 
lateral directions. It is the attachment member 
for mechanical components and for control 
guides and retainer points. Hence the socket 
must be a sound structural member as well as 
a custom-fit, body-mating part. Finally, the 
socket extends the control function of the 
member to which it is fitted, giving movement 
and direction to the prosthesis. In any dis- 
cussion of prosthetic controls, therefore, the 
starting point is the socket. 

The requirement of formability and strength 
in sockets has been met satisfactorily by the 
introduction of polyester laminates (3,20). 
These materials permit close matching of the 
stump impression, and variations in strength 
can be introduced by increasing the number of 
laminate layers. The double-wall construction 
(3) provides a stump-fitted inner wall, with an 
outer wall that can be designed to structural 
uniformity and cosmetic requirement. Sizing 
to achieve this aim has now been reduced to 
standard practice (20). Finally, the texture 
and coloring of the plastic laminate can be 
controlled to achieve satisfactory cosmetic 
results. 


























Table 2 
M AXIMUM « TORQUES 1 IN THE Major ACTIONS ABOUT JOINTS OF THE UppER EXTREMITY 
Joint Motion | Action Torque (Ib.-in.) | Conditions 
aneahiaiie : an sn ameameate ae as ai 
Arm-on-shoulder (5) Flexion 470° : — —a with arm at side. 
| Extension 470* = 64 
Forearm-on-elbow (5) | Flexion 4205 | Subjects reclining with forearm flexed 
| Extension 280> | 75 deg. N = 64 
oo a | ee 
Puente s rotation (2/) Pronation 110 Subjects standing, torques of wrist 
Supination 115 cuff, midposition. N = 20 
Hand-on-wrist (21) Volar flexion 200 Subjects seated, torques measured at 
Dorsal flexion 135 the metacarpophalangeal line with 
Ulnar flexion 150 hand axial to the forearm. N = 15 
Radial flexion 120 





a : . 
Lever arm of 6 in. assumed for computation. 
Lever arm of 5 in. assumed for computation. 
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THE BELOW-ELBOW SOCKET 


The peculiar feature of the forearm, that 
pronation-supination is a function of the whole 
forearm length, places a special limitation on 
the below-elbow socket. Although for stability 
in flexion the whole remaining forearm stump 
is best sheathed in the socket, to do so pro- 
hibits forearm rotation. In the case of the 
longer below-elbow stumps, therefore, some 
sacrifice in stability can be afforded in the 
interest of retaining forearm rotation. The 
proximal portion of the socket is fitted loosely 
to give freedom for forearm rotation while the 
distal portion is fitted snugly to provide a stable 
grip. Figure 15 shows the amount of forearm 
rotation available at various levels of the 
natural forearm and that remaining in below- 
elbow amputees of various types. Because of 
torsion of the flesh, however, and because of 
slippage between the skin and the socket, 
effective socket rotation is lost in stumps which 
are only 50 percent of forearm length. The 
effective socket rotation remaining in the 
wrist-disarticulation case is only about 90 deg. 

Further adaptations of below-elbow sockets 
to suit the functional requirements at the 
various levels are shown in Figure 16. In the 
long below-elbow stump, the elliptical cross- 
section of the forearm near the wrist permits a 
“screw-driver” fit of the socket to yield the 
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maximum in rotational stability. With the 
shorter stumps, the possibility of effective 
rotation is reduced and is lost completely at 
about 50 percent of forearm length. At this 
level, the problem of forearm rotation is out- 
weighed by that of providing flexion stability. 
Dependence upon a rigid or semirigid hinge 
system is necessary in the short below-elbow 
stump, and finally, in the very short stump, 
effective forearm flexion is so reduced that a 
split socket with step-up hinge becomes a 
necessity. 

The goal of below-elbow socket design is to 
regain as completely as possible the control 
function of the forearm, which includes (a) 
positioning of the hand by forearm flexion and 
(6) hand rotation by means of pronation- 
supination. In the below-elbow prosthesis, 
adequate forearm flexion is obtained rather 
easily; rotation is limited to the potential 
available in the longer stumps. Manual wrist 
rotation, of course, supplements the remaining 
natural rotation. In the below-elbow pros- 
thesis, then, control of the terminal device in 
space depends in fair measure upon the role of 
the socket in preserving the residual flexion 
and rotation of the below-elbow stump. 


THE ABOVE-ELBOW SOCKET 


Unlike the below-elbow case, the above- 
elbow stump presents no problem of diminish- 
ing rotation with diminishing 
stump length because arm rotation 
is confined wholly to the gleno- 
humeral joint. Socket design for 
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- the above-elbow case is therefore 
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related principally to the require- 
ment of fitting the stump closely 
so that the humeral lever can be 
fully effective in controlling the 
prosthesis. Figure 17 shows the 
minor variations corresponding to 
above-elbow type, including the el- 
bow disarticulation. Sockets for the 
latter must take account of the 
bulbous end of the stump. They 
must provide snug fit around the 
epicondyle projections but main- 
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Fig. 15. Below-elbow amputee types, based on average forearm 


length, epicondyle to styloid. After Taylor (/8). 





tain sufficient room in the re- 
gion just above, where the stump 
cross-section is reduced, to permit 























Fig. 16. Schematics of below-elbow prostheses. For each type, an insert 
gives the cross-sectional anatomy 1 in. from the end of the stump. Sections 
are taken from the normal anatomy of the forearm. Sockets, hinges, cuffs, 
and suspensions are for a, single socket; 6, rotation type; c, double-wall 


socket; and d, split socket. After Taylor (18). 


insertion of the stump in the socket. In both 
the elbow-disarticulation and the standard 
above-elbow cases, the upper margin of the 
socket is terminated below the acromion 
for freedom of movement at the shoulder. 
In the short above-elbow case, the socket 
is carried up over the acromion to obtain 
additional stabilization and suspension from 
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the shoulder, as required by 
the very limited stump area. 

The control function of the 
above-elbow socket is two- 
fold. As in the below-elbow 
case, the socket extends the 
stump to the next more distal 
joint and thus gives range and 
direction to this component 
upon which the positioning of 
the still more distal segments 
depends. But in addition to 
this feature, the above-elbow 
socket also has a power func- 
tion. Through its attach- 
ments to shoulders and torso, 
it provides the forces and dis- 
placements needed to produce 
forearm flexion, terminal- 
device operation, and elbow 
lock. To fulfill these func- 
tions, the socket must have 
stable purchase on the stump 
in both flexion and extension. 
Hence, for elbow-disarticula- 
tion and above-elbow types, the socket 
should continue to the axillary level; for short- 
above-elbow amputees, it should come up 
over the acromion (Fig. 17). Finally, medial 
and lateral rotation of the socket are neces- 
sary for further functional positioning. Close 
fit and good suspension are required to give 
stability in these actions. 











ELBOW DISARTICULATION 


STANDARD ABOVE-ELBOW 


SHORT ABOVE-ELBOW 


Fig. 17. Schematics of above-elbow sockets, including elbow disarticulation. For each type, an insert gives the 
cross-sectional anatomy at the indicated level. Dashed lines show stump contour and inner wall of the socket. 


Standard and short above-elbow cases have a double-wall socket. 





















THE SHOULDER SOCKET 


In the range of amputation sites from 
transection of the humeral neck to complete 
removal of the shoulder girdle, the socket form 
changes from shoulder cap to thoracic saddle. 
As displayed in Figure 18, the bearing area in- 
creases as the remaining shoulder elements are 
reduced; similarly, the amount of “build- 
out” needed to preserve shoulder outline in- 
creases with increasing amputation loss. With 
disarticulations and all more extreme losses, 
sectional plates may be introduced at the 
axillary parasagittal plane. This arrangement 
makes it possible to fabricate the prosthesis 
in two sections, a matter of considerable 
advantage to the limbmaker, and it also 
affords the functional advantage of a pre- 
position swivel of the humeral section upon the 
saddle section to simulate flexion-extension 
of the arm. 

The functional aspects of the shoulder socket 
are to some extent secondary to the structural; 
yet there are certain definite functional ends 
to be served. Shoulder and scapular mobility 
in elevation, flexion, and extension should 
be preserved to the highest possible degree. 
In humeral-neck and shoulder-disarticulation 
cases, aid can be given to the shrug control 
(biscapular abduction), and at least a small 
range of motion can be given to the elbow, but 
of course no such function can be expected in 
forequarter or partial-forequarter amputees. 


Major ARM AND SHOULDER 
CONTROLS 


The common method of op- 
eration of upper-extremity 
prostheses is by means of 
shoulder harness which pro- 
vides suspension and which 
also transmits force and ex- 
cursion for control motions. 
In this manner such opera- 
tions as forearm flexion-ex- 
tension, terminal-device op- 
eration, and elbow lock are 
managed. Figure 19 presents 
the essential features of the 
major harness controls. In 
principle, each effective con- 
trol must begin with a point 
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stabilized on shoulder or torso, pass over a 
voluntarily movable shoulder or arm part, and 
thus provide relative motions with respect to 
the origin. At the movable point, the control 
cable enters the Bowden-type housing, which 
transmits the relative motion independent of 
movements of the distal segments. Controls 
may be used singly or in combination, depend- 
ing upon the level of amputation, amputee 
preference, and other practical considerations. 

Besides the relative motions between various 
segments of the human body, still another 
source of energy for operation of upper-ex- 
tremity prostheses can be made available by 
the surgical procedure known as cineplasty 
(1, 19), in which a skin-lined tunnel is fashioned 
in the belly of a muscle group. In various ex- 
perimental programs conducted both here and 
abroad, muscle tunnels have been made in the 
forearm flexors, the forearm extensors, the 
biceps, the triceps, and the pectoralis major. 

Of all the various combinations tried, the 
biceps tunnel in below-elbow amputees has 
proved to be the most successful. Failure of 
other cineplasty systems has been due in some 
cases to inability of designers to overcome the 
mechanical problems involved in harnessing 
the energy thus provided and in other cases to 
the inherent properties of the particular muscle 
group concerned. In the below-elbow case, use 
of the biceps tunnel eliminates the need for 
shoulder harness and permits operation of the 














DISARTICULATION FOREQUARTER 


Fig. 18. Schematics of shoulder sockets. Solid lines show residual bony 
structure, dashed lines the body contour and inner wall of the socket. Dis- 
articulation and forequarter sockets may be two-piece with sectional plates 

















BISCAPULAR ABDUCTION (SHRUG) 


APPLICATION: FOREQUARTER, PARTIAL SHOULDER 
DISARTICULATION, AND HUMERAL-NECK AMPUTEES 


MUSCLES EMPLOYED: SCAPULAR ABDUCTORS 


PROSTHESIS OPERATION: FOREARM FLEXION AND 
TERMINAL DEVICE 


ARM FLEXION 
APPLICATION: ABOVE- AND BELOW-ELBOW 
AMPUTEES 


MUSCLES EMPLOYED: HUMERAL FLEXORS AND 
SECONDARILY THE SCAPULAR ABDUCTORS 


PROSTHESIS OPERATION: FOREARM FLEXION AND 
TERMINAL DEVICE 
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PROSTHESIS OPERATION: ELBOW LOCK 





ARM EXTENSION 
~ 
APPLICATION: ABOVE-ELBOW AMPUTEES 
- ~f MUSCLES EMPLOYED: HUMERAL EXTENSORS 


Fig. 19. Major harness controls. The points stabilized by harness (@) are beginning points for the control 
cable, which passes into a Bowden-type housing at movable points (MM). The relative motion is transmitted via the 
Bowden cable (===) to distal points on the prosthesis. 


prosthesis with the stump in any position. It The cineplasty tunnel in the biceps of the 
has given excellent results in many instances average male will provide sufficient force and 
and has been made available to those bene- excursion to operate modern terminal de- 
ficiaries of the Veterans Administration who vices—an average maximum force of 50 lb. 
can make effective use of the procedure. and 1} in. of useful excursion. It is not un- 
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usual for some individuals to be able to build 
up the force available to a value in excess of 
100 lb., but such a high force normally is not 
required. 


THE NATURE AND OPERATION OF CONTROL 
SYSTEMS 


The Below-Elbow Single-Control System 


The single control for the below-elbow am- 
putee is powered by arm flexion to provide 
terminal-device operation. This control mo- 
tion, used by the above-elbow amputee also, 
depends upon a coordinated flexion of the 
humerus and abduction of the scapula on the 
amputated side; little shoulder activity is re- 
quired on the sound side. It is substantially the 
same motion as that used in normal unilateral 
reaching. The displacements of humerus and 
scapula are additive, so that the resulting 
motion is quite natural. With full Bowden- 
cable transmissions of power from arm cuff to 
forearm socket, there is no influence of elbow 
angle, and the operation is mastered easily by 
all amputees with stumps of 35 percent or 
more of normal forearm length. 


The Below-Elbow Dual-Control System‘ 


In harnessing below-elbow stumps shorter 
than 35 percent of normal forearm length, it 
generally is necessary to use an auxiliary type 
of lift to help the amputee flex the forearm. 
This procedure is applicable to a split-socket 
type of prosthesis. It merely is an adaptation 
of the above-elbow dual-control system (page 


‘ Although the terminology commonly used to de- 
scribe the several control systems could well afford to 
be better systematized, it is adopted here because it 
is now so well established throughout the field of pros- 
thetics. One may think of “dual control” as meaning 
that two control sources are involved in the provision 
of all necessary functions, but according to convention 
it means that two functions, specifically elbow flexion 
and terminal-device operation, are provided by a single 
control source, the third function, elbow lock, if needed, 
being managed by an additional control source. Yet 
“triple control” (page 22) in the accepted sense means 
not that three functions are furnished by a single con- 
trol source but that three control sources are used to 
provide three functions, one for each.—Eb. 





22) using a lever loop positioned on the 
forearm section so that arm flexion may be 
utilized to assist in forearm lift. The cable 
housing is split and assembled so that when the 
arm is flexed the elbow will flex. The elbow 
hinge has no locking mechanism, the short 
below-elbow stump being used to stabilize the 
forearm. Normally, sufficient torque is avail- 
able about the elbow axis to give adequate 
stability in all usable ranges. 

In prescribing for a new amputee with this 
level of amputation, it might be advisable 
first to have the amputee try a split-type 
prosthesis without the below-elbow dual- 
control system. If, at time of initial checkout, 
the amputee cannot lift his forearm, or if he 
complains of painful contact with his stump, 
then of course the dual system is indicated. 
After the assist lift has been worn for some 
time, the remaining muscles of the stump may 
have hypertrophied, in which case the ampu- 
tee might be able to discard the dual system 
and convert to the below-elbow single control. 


The Below-Elbow Biceps-Cineplasty System 


Force and excursion provided by the biceps 
muscle tunnel are harnessed by inserting into 
the tunnel a cylindrical pin of a nontoxic mate- 
rial and attaching a cable to each end of the 
pin. As in the other types of control systems, 
the Bowden-cable principle is employed to 
maintain a constant effective distance between 
the source of energy and the mechanism to be 
operated, regardless of relative motions oc- 
curring between body segments. In order that 
conventional terminal devices may be em- 
ployed, it is necessary to join the two cables 
before attachment to the mechanism. Several 
devices for making this coupling are available 
commercially. 

Suspension of the socket is provided by an 
arm cuff, which is attached to the socket by any 
of the various hinges normally used in fabri- 
cation of below-elbow prostheses. The arm 
cuff is fashioned in such a manner that forces 
tending to pull the prosthesis from the stump 
are absorbed by the condyles of the elbow 
rather than by the muscle tunnel. 
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The Above-Elbow Dual-Control System 


In above-elbow amputees, the humeral 
stump furnishes the motive power for the three 
operations of the prosthesis—flexion of the 
forearm, operation of the terminal device, and 
management of the elbow lock. The first two 
operations are so linked mechanically that a 
single control motion, arm flexion, produces 
either terminal-device operation or forearm 
flexion, depending on whether the elbow is 
locked or unlocked (Fig. 20). Although the 
control motion by arm flexion in the above- 
elbow case is similar to that described for the 
below-elbow amputee, there are several dif- 
ferences. Because the cable passes through a 
lever loop on the forearm to give torque about 
the elbow, it is affected by elbow position. As 
the forearm is flexed, arm-flexion excursion is 
used up, and the excursion needed to operate 
the terminal device must come from scapular 
abduction (shrug), as in shoulder cases. 
Typically, the above-elbow amputee manages 
a full range of free forearm flexion by a normal 
arm-flexion movement. But in the elbow- 
angle range of from 90 to 135 deg., with elbow 
locked for terminal-device operation, he must 
call upon supplementary excursions from 
biscapular abduction. With the terminal de- 
vice at the mouth, practically all operation 
depends upon shoulder shrug. 

In the above-elbow dual-control system, 
operation of the elbow lock depends upon 
humeral extension and associated coordina- 
tions. When the forearm has been flexed to the 
position desired, the elbow lock is engaged by 
the arm-extension movement. Skill is needed 


PRIMARY CONTROL SECONDARY 


SOURCE 


to maintain tension on the arm-flexion cable so 
that the arm does not drop during the locking 
control motion. Well-trained amputees ele- 
vate the arm moderately to compensate for 
the humeral extension and thus maintain the 
elbow angle. The extension control motion is 
complex. The humerus is simultaneously ex- 
tended and elevated so that it moves obliquely 
to the side. During this phase, the point of the 
shoulder must be stabilized, or even moved 
forward, and the trapezius is bulged by down- 
ward rotation of the scapula (Fig. 21). 


The Above-Elbow Triple-Control System 


The triple-control system has been devised 
to separate terminal-device operation from 
forearm lift. When the dual-control system is 
used, the amputee must select, by the use of 
the elbow lock, either terminal-device oper- 
ation or forearm lifting. By separating forearm 
flexion and terminal-device operation, the 
triple control makes it possible for the terminal 
device to be controlled by an independent body 
motion. Although in general an above-elbow 
amputee fitted with triple control has an elbow 
lock, a few such cases are able to separate pre- 
hension from forearm flexion without use of the 
lock. 

A control cable from the terminal device is 
so attached and positioned that biscapular 
abduction or merely shoulder shrug will 
operate the terminal device through its full 
range of prehension. To lift the forearm the 
amputee uses arm flexion. Elbow-lock opera- 
tion is accomplished in the same manner 

as in the dual-control sys- 


coenna---= tem, that is, by arm ex- 
PROSTHESIS : tension. 
OPERATION It is apparent that this ar- 












' 
CONTROL | 
1 
1 
| 


ABOVE-ELBOW DUAL: | 


TERMINAL- DEVICE 


rangement will work best with 
a comparatively stable socket 


OPERATION and a relatively long above- 





ARM FLEXION 






LOCKED 


ELBOW 


elbow stump. The chief ad- 
! vantage of the triple-control 
system is that at full forearm 





SHOULDER DUAL : 
SCAPULAR ABDUCTION 






UNLOCKED 








FOREARM FLEXION 


flexion the terminal device 
_) may still be operated through 











Fig. 20. Operation of above-elbow and shoulder dual controls. 


its complete range. 
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motions for elbow 


Fig. 21. Coordinated control 
lock. Simultaneously the humerus is both extended 
(a) and abducted (5) while the shoulder is depressed 
(c) and the trapezius is bulged (d) by downward rota- 
tion of the scapula. 


The Shoulder Dual-Control System 


In the absence of the humeral lever, the 
shoulder becomes the major power source, 
biscapular abduction controlling both fore- 
arm and terminal device in the dual-control 
system. The control path courses horizon- 
tally across the scapulae, and either oppo- 
site-axilla loop or basic chest-strap harness 
(page 46) captures the action satisfactorily. 
The combination afforded by the dual prin- 
ciple also is illustrated in Figure 20. 

The shoulder amputee has a special diffi- 
culty in obtaining the combination of full 
forearm flexion and terminal-device operation 
because, unlike the above-elbow amputee, who 
can add the excursions of humeral flexion and 
scapular abduction, he must obtain all move- 
ment from biscapular abduction. Shoulder 
amputees with broad shoulders and wide 
chests usually achieve this action satis- 
factorily; others must accept the limitation of 
partial terminal-device operation at full 
forearm flexion. Partial-shoulder and _fore- 
quarter amputees must depend upon the 
sound shoulder entirely, and in this case 
the action range of the terminal device 
typically is limited to not more than 90 deg. 
of forearm flexion. 

In shoulder amputees, operation of the 
elbow lock must be managed by various special 
arrangements. The waist control, utilizing 
shoulder elevation; the perineal strap, based 








on relative motion between shoulders and 
pelvis; the nudge control, requiring either 
manual or chin operation; extreme shoulder 
flexion on the sound side; and extension of the 
shoulder on the amputated side complete the 
array of known feasible possibilities. It is 
evident that with this class of amputees con- 
trol motions will be slower and deliberately 
sequential. They are therefore necessarily 
more noticeable and awkward. 


The Shoulder Triple-Control System 


The harness required for the triple-control 
shoulder-disarticulation system consists of a 
chest strap for forearm flexion, a waist strap to 
operate the elbow lock, and an opposite- 
shoulder loop for prehension. The amputee 
must have excellent scapular abduction and 
must be able to separate it from extreme 
opposite-shoulder shrug, and he must have 
available good shoulder elevation on the 
amputated side. The chief advantage of the 
triple control in the shoulder-disarticulation 
case is identical to that of the triple control in 
the above-elbow case, namely, that the ter- 
minal device may be operated fully in the 
vicinity of the mouth. To operate the pros- 
thesis from an extended position, the amputee 
first produces biscapular abduction, thus 
raising the forearm. Then, with the forearm 
held in place, he elevates the shoulder on the 
amputated side to lock the elbow. To operate 
the terminal device, he then flexes the sound 
shoulder. Excursion for terminal-device oper- 
ation is thus unaffected by forearm flexion. 

Unfortunately this system must be re- 
stricted to humeral-neck and _ shoulder-dis- 
articulation cases. For lack of sufficient excur- 
sion on the amputated side, it is unlikely that a 
forequarter amputee would be able to use 
triple control. 


MECHANICAL APPLICATION OF THE MAJOR 
CONTROLS 
To elucidate practical amputee _bio- 


mechanics, it is necessary to refer to several 
aspects of the connecting mechanism between 
amputee and prosthesis in the power-trans- 
mission system. Of first importance are the 
proximal retainers, which are located at the 
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point where the cable from the shoulder 
harness enters the cable housing. These re- 
tainers are the beginning points of the trans- 
mission systems indicated in Figure 19. In 
both below- and above-elbow cases, the 
proximal retainer is positioned in accordance 
with the ratios shown in Figure 22. For all 
above-elbow stumps of greater than 50 percent 
of acromion-to-epicondyle length, the proximal 
retainer point is placed slightly lower than 
half way down the arm, the reason being that 
the control passes naturally through this point 
in its course from opposite shoulder, across 
the scapula, and thence to the lever loop on the 
forearm shell. The humeral lever power is 
quite adequate at this point (Table 3), and no 
practical advantage is gained by a lower 
placement. With above-elbow stumps less 
than 50 percent as long as the normal arm 
length, acromion to epicondyle, the proximal 
retainers must be placed at the level of the 
stump end in order to prevent undue tipping 
of the socket, as would occur if forces de- 
veloped beyond the end of the stump. 

In shoulder cases, the control path is directed 
horizontally at approximately the midscapular 
level and brought to the arm section at the 
axilla. The control motion is purely biscapular 
abduction, and consequently the proximal 
retainer is placed on the prosthesis at the 
midscapular level. The re- 
sulting force and excursion 
are given in Table 3. 

Arm-extension forces are 
potentially quite high, as 
also shown in Table 3. Be- 
cause only 2 to 6 lb. of force 
and '% in. of excursion are 
required to operate an elbow 
lock, normally there is a gen- 
erous power excess. The prin- 
cipal concern in harnessing 
arm-extension control is to 
obtain operation with mini- 
mal movement and thus to 
avoid awkwardness. 


@ 
°o 
i 


N 
°o 
LJ 


a 
oO 
T 









Table 3 
PROSTHETIC CONTROL FoRCES AND DISPLACEMENTS* 
(Average Measurements from 50 Normal Subjects) 





Force 


Control Source aa“ 








(Ib.) .) 
Arm flexion 63 SA 
Shrug 61 2.2 
Arm extension 56 ae 





® From Taylor (/%). 


CONCLUSION 


The central purpose of this article has been 
to outline the biomechanical basis of control 
in upper-extremity prostheses. Consequently, 
emphasis has been placed upon the normal and 
residual functional anatomy and kinesiology 
underlying this service. The particularized 
biomechanics of prosthesis control has been 
defined, and the limitations incurred in 
amputations at high levels have been stressed. 
The major message is that a thorough under- 
standing of the motions of control available 
to each type of patient is necessary to the 
proper prescription, fitting, and training of the 
upper-extremity amputee. Thus only can full 
advantage be taken of the improved functional 
features to be found in modern arm compo- 
nents. 
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Harness Patterns for Upper-Extremity 


Prostheses 


y * comparatively recent development of 
more functional components for artificial arms 
has made it necessary to analyze in greater 
detail the requirements of harnessing the power 
needed for effective operation. Just as an 
automobile is helpless without a well-designed 
and well-built engine and transmission system, 
so an arm prosthesis is helpless without a well- 
designed and well-constructed harness. To 
build a successful harness system requires 
not a knowledge of some long-lost art but, 
instead, a careful appraisal of the wearer, of 
the device to be worn, and of the available 
tools to be put to work. Since the modern 
body harness constitutes a dynamic coupling 
between a human being and a mechanism 
designed to replace a living extremity, the 
problem of devising it is also one of dynamics 
and of what some call “human engineering.” 
Many illustrations of typical harness pat- 
terns are presented later in this article. But it 
is not enough for the harnessmaker simply to 
reproduce what is shown in these drawings of 
typical patterns or to superimpose on an 
individual amputee a generalized harness 
pattern of any particular type. He must first 
understand the purpose of the harness, the 
requirements of the particular prosthesis in- 
volved, and the body motions available, and 
he must then apply his own skill and judgment 
in making appropriate modifications to suit 
the individual case. It is, of course, far more 
important to produce a harness that will give 
the desired functional results than it is to 
produce one that looks exactly like any one 
of the drawings. The illustrations are therefore 


' Chief, Research Limb Section, Army Prosthetics 
Research Laboratory, Walter Reed Army Medical 
Center, Washington, D. C. 
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intended as general guides only, not as a 
detailed description applicable to every case 
of amputation at the indicated level. When 
planning and making any harness, the prosthe- 
tist should examine the location of each element 
to ensure proper function with the expenditure 
of minimum effort on the part of the particular 
wearer concerned. 

The first and most simple requirement of 
any harness is that it must hold the prosthesis 
securely on the stump. The second is that it 
must be comfortable to the amputee. Gen- 
erally, suspension, as such, is easily obtained, 
but to suspend the prosthesis properly and at 
the same time to assure maximum comfort 
for its wearer is more difficult. If either of these 
requirements becomes a matter of choice, 
then comfort must be the more important 
consideration. If the harness is not comfortable, 
or at least tolerable, the person for whom it 
was intended will soon hang it politely on a 
suitable nail. Since almost no harness can be 
constructed satisfactorily without a _ few 
compromises at first, it is unwise to promise 
complete success on the first try. 

The third and all-important requirement of 
functional body harness is that it must supply 
a source of power for the operating components 
of the prosthesis. This means simply that 
residual body motions must be harnessed to 
replace lost functions of the natural member, 
but to provide controls that are operable in an 
effective and yet inconspicuous manner poses 
a complex problem. It requires an examination 
of the body motions that can be utilized by 
the harness without detracting from the useful- 
ness of the remaining normal hand and without 
introducing unduly awkward gyrations of 
parts of the anatomy not ordinarily involved 








HARNESS PATTERNS 27 


in arm activity. The higher the level of amputa- 
tion, the greater the control requirements but 
the fewer the sources of control. The problem 
is further complicated by the need to maintain 
the proper balance between adequate sus- 
pension, acceptable comfort, and worthwhile 
function, for each of these needs is often 
satisfied only at the expense of the other two. 
A look at the background of harnessing 
for upper-extremity prostheses (7,8,9,15,17,22) 
reveals that, when devices were generally 
passive in nature, so was the harness. As 
devices have increased in function, so has the 
harness also. Today the development of 
devices has in general surpassed the art of 
harnessing them. With the proper approach, 
however, and using a common-sense analysis 
both of the amputee’s capabilities and of the 
requirements of the prosthesis, an accom- 
plished limbfitter can in almost every case 
turn out a very acceptable harness that will 
meet functional needs to a surprising degree. 


HARNESSING FOR THE BELOW-ELBOW CASES 


The prosthesis for the unilateral below- 
elbow case is unquestionably the simplest to 
harness. For the reason that the below-elbow 
amputee retains his own elbow, and therefore 
usually requires replacement of prehension 
only, he can almost without exception be 
harnessed successfully. At least three feasible 
control motions are to be had. In order of 
decreasing usefulness, they are arm flexion 
on the amputated side, shoulder depression on 
the amputated side, and scapular abduction. 
The choice and extent of use of these three 
motions, singly or in combination, is largely a 
matter of personal preference depending on 
the area in which the terminal device is re- 
quired to operate. With the elbow flexed to 
90 deg. and with the terminal device located 
slightly above the level of the head, for 
example, arm flexion is almost completely 
spent. Using scapular abduction under the 
same circumstances, however, the below- 
elbow amputee can still operate the terminal 
device satisfactorily. Successful wearers of 
below-elbow prostheses develop their own 
individual patterns of operation and sub- 
consciously learn to operate the device in all 
areas in which it is called upon. 


The problem of transmitting the force and 
excursion of body motions from the source to 
the point of use has in the past involved a wide 
variety of materials. Rawhide thongs and 
leather laces are only two of many that have 
been used, even as late as only a decade ago 
(1). The flexible metal cable and wrapped- 
wire housing adopted from the aircraft 
industry is currently the most widely used and 
is the most satisfactory available today. It is 
based on the Bowden principle (Fig. 1), 
which makes it possible to transmit force and 
excursion from the body to the terminal device 
regardless of elbow angle (2/). 

Utilizing any or all of the three useful body 
motions, together with the Bowden-cable 
transmission system in every case, two 
alternate harness patterns are available for 
the below-elbow amputee with a stump of 
medium length. The first is known as the 
“figure-eight” harness, the second as the 
“chest-strap” harness. In addition, there are 
two special modifications, one for the very 
long and another for the very short below- 
elbow stump. These are, respectively, the 
“double-axilla-loop” harness and the “dual- 
control” harness. Finally, there is the special 
harnessing arrangement using the biceps 
cineplastic muscle tunnel to provide force and 
excursion. 
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Fig. 1. The principle of the Bowden cable for trans- 
mitting tension forces applied at one end. Although 
point C is brought closer to point A when rotation oc- 
curs about B, the housing D prevents slack in cable E 
by preserving the effective path length A to C. A counter- 
force is required at the opposite end to return the 
flexible cable to its original position. Other types of 
Bowden cables are based on the torque principle, as 
used in speedometer cables, or the push-pull principle, 
as used in the temperature controls of the automobile 
heater. 
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THE BELOW-ELBOW FIGURE-EIGHT HARNESS pectoral interval on the amputated side, 
buckles to the inverted Y-strap supporting the 

The Harness Pattern . HR sheng + etiam. 
leather triceps pad, which in turn supports the 


The figure-eight pattern, of which Figure 2 socket through the flexible elbow hinges. The 
presents a typical example, is the harness most back view shows the transmission system from 
commonly used in the unilateral below-elbow harness to terminal device. The general path 
case, the axilla on the sound side being the of the control cable is such that sharp bends 
site of anchor for capturing the relative and curves of small radius are avoided as much 
motion. The front view of Figure 2 shows the as possible. 
suspension portion of the harness. The front The chief purpose of the control system is to 
harness strap, passing over the shoulder at the transmit force and excursion to the terminal 
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Fig. 2. The below-elbow figure-eight harness. A simple webbing loop passes around the sound shoulder, the 
front portion being used for suspension, the back for attachment of the control cable. The inverted Y-suspensor, 
triceps pad, and flexible elbow hinges are constructed of 4- to 6-oz. strap leather and lined with 4-oz. pearl horse- 
hide or equivalent. The proximal retainer on the triceps pad is of the flexible leather type to improve cable life. 
The three circled inserts show possible variations in individual cases. Circle A illustrates the leather half-cuff as 
used in combination with rigid elbow hinges and a single billet. Circle B shows a half-cuff with two billets, again 
in combination with rigid elbow hinges. Circle C shows the inverted Y-strap as made trom fabric instead of leather. 
Any of the combinations shown may be used as required to furnish the necessary stability depending upon occupa- 
tional needs, level of amputation, and other factors. 
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device. When, however, the amputee must 
pick up loads with forearm extended, the cable 
is expected to assist in support whenever the 
load is of any appreciable magnitude. This, 
then, is an example of what is meant by the 
proper balance of forces that is needed to meet 
amputee requirements. Both suspension and 
control system should be so constructed and 
adjusted as to be comfortable and yet be able 
to meet a reasonable load-support require- 
ment without unnecessary displacement of the 
prosthesis. Tests for determining allowable 
displacements and other important factors 
have been set forth by Carlyle (5,6). 

As shown in Figure 2, the harness is padded 
and protected under the axilla, and the control 
cable is so adjusted that it cannot come into 
contact with the amputee’s back. For maxi- 
mum excursion, the cross of the harness 
should be below the cervical vertebrae and not 
more than 1 in. toward the sound side of the 
vertebral spine. The control attachment strap 
(i.e., the strap attached to the flexible control 
cable) should lie at the midscapular level. In 
the course of constructing the harness, visual 
observations of all these details should be 
made while the wearer goes through the move- 
ments to be expected in normal use. 

Because of the simplicity of the figure-eight 
harness, minor deviations usually are not 
serious. Occasionally, indeed, exceptions to the 
normal placement of the harness cross are 
necessary and desirable to improve comfort. 
The figure-eight harness can be worn success- 
fully by the majority of below-elbow amputees 
with ordinary duties, it is easy to construct 
and there is little chance for error, and it is 
functional and comfortable in most cases. 
Together these advantages generally represent 
the reason why it is so widely used. It readily 
adapts itself to vocations that are clerical in 
nature and to individuals requiring medium 
duty, such, for example, as the lifting that 
might be required of a stockroom worker. 


Below-Elbow Cuffs, Pads, and Hinges 


To furnish suspension and socket stability, 
three types of cuffs and pads, with and without 
fillers, are available, and any of several types 
of hinges, some flexible and some rigid, may 
be used. The circled inserts A and B of Figure 


2 show some of the variations giving greater 
and greater stability as needed ir the indi- 
vidual case. The choice of cuff and hinge 
combination is strictly a consideration for the 
prescription team, the rule being to provide 
maximum stability with the absolute minimum 
of harness. Prescription criteria and suitable 
templates for cuffs are described in con- 
siderable detail in Section 5.6 of the Manual 
of Upper Extremity Prosthetics (27). It should 
be remembered that many combinations of 
hinges and cuffs are available and that no one 
cuff must necessarily be accompanied by any 
particular type of hinge. Moreover, the pre- 
scription for any given amputee should take 
into account his own individual requirements 
and personal preferences. 

There are at least two ways of making cuff 
suspension systems, material selection being 
the principal distinguishing factor. The 
preference of the limbmaker may enter into 
the choice of technique largely because of the 
fabrication facilities that happen to be 
available. Leather has long been used in the 
limb industry, and it is readily adaptable 
because of its molding characteristics. Al- 
though the ability of leather to conform 
readily to the shape of the arm represents 
something of an advantage over webbing 
straps (circled insert C of Figure 2), its 
tendency to absorb perspiration and thus to 
deteriorate, as well as to acquire unpleasant 
odors, is considered by many to be a distinct 
argument against its use in arm cuffs. The 
webbing strap, while perhaps less stable, offers 
the advantage of being easily washed and 
quickly replaced. Modern synthetic fabrics 
now available commercially can be laundered 
without undue shrinkage and may be reapplied 
without stretching under load. 

The below-elbow cuffs and pads usually are 
made of 4- to 6-oz. strap leather and are lined 
with horsehide or similar material. The fabrica- 
tion of this component calls for the cutting, 
sewing, and fitting skills of the limbmaker. To 
make the Y-shaped leather suspension strap, a 
paper pattern is first cut to conform to the 
amputee’s arm. When the _ template lies 
smoothly against the arm above the bulge of 
the biceps and will reach properly from the 
triceps pad or cuff to the webbing suspension 
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strap passing over the shoulder at the pectoral 
interval, its shape is reproduced in 4- to 6-oz. 
strap leather or equivalent. The lower legs of 
the leather suspension strap are then riveted 
to the cuff or pad in such a position that the 
“V” lies smoothly against the arm and will 
support axial loads. 

The webbing inverted Y-suspensor is pre- 
pared by folding a piece of }4-in. webbing back 
on itself in such a way as to form a “V.” The 
apex of the “V” is then sewed directly to the 
front suspensor strap of the harness at such a 
level as to give a smooth transition from the 
harness to the cuff or pad. The lower attach- 
ments to the cuff or pad are made by means of 
14-in. buckles. 

Again, material selection is the chief factor 
determining technique. When leather is used, 
it is hard to determine the proper length of the 
legs of the ““V” and to assure proper alignment 
without later adjustments. Moreover, unless 
leather components are coated with nylon 
(10,16) or similar material, the effects of 
perspiration will soon become apparent. 
Conversely, the webbing Y-suspensor offers 
easy adjustment of alignment and also 
resistance to perspiration by virtue of its 
washability. When fitted properly, both 
systems are acceptable, and hence personal 
preference is an influencing factor. 


THE BELOW-ELBOW CHEST-STRAP HARNESS 


Although the figure-eight harness is suitable 
for most below-elbow cases, it does not meet 
all vocational requirements. Heavy-duty ac- 
tivities, such as those of a farmer, requiring 
frequent lifting of loads greater than 50 lb., 
can best be accommodated by a below-elbow 
chest-strap harness. Figure 3 shows a typical] 
example. By the addition of the shoulder 
saddle to reduce unit stresses on the shoulder 
and opposite axilla, the load-supporting capa- 
bilities and amputee comfort can be greatly 
improved, but to obtain a satisfactory result 
with the chest-type harness presents a greater 
challenge to the harnessmaker.’ 


2 It has been said that some limbmakers construct 
the chest-strap harness simply because they do not 
know how to make the figure-eight design. There ap 
pears to be no real evidence to prove which type really 


As shown in Figure 3, there are basically 
three elements in the below-elbow chest-strap 
harness—the chest strap to hold the harness 
on, the shoulder saddle to serve as an anchor 
for suspending the prosthesis, and the control 
attachment strap for operating the terminal 
device. To connect the shoulder saddle and to 
suspend the prosthesis, two lengths of 14-in. 
leather or webbing are used. They originate on 
the back of the shoulder saddle, thread 
through D-rings on the cuff, and then buckle 
to the front of the saddle. This arrangement 
distributes the load on four points of the 
saddle and two points of the cuff and offers 
the inherent self-equalizing effect by virtue of 
the D-rings. 

The control attachment strap is connected 
to the chest strap and utilizes arm flexion and 
scapular abduction on the amputated side. 
Since no definite anchor is involved, neither 
scapular abduction nor shoulder flexion on the 
sound side can be harnessed, so that, unlike 
the case with the figure-eight harness, in the 
chest-strap design these body motions cannot 
be used as a source of reserve excursion. 
Although this basic difference is responsible 
for the improved comfort of the chest-strap 
harness, lack of a positive anchor not only robs 
the amputee of a third control motion but 
actually permits the harness to rotate upon 
the chest when excessive forces are applied to 
the control cable. 

The indications for and advantages of the 
chest-strap harness lie in its improved comfort 
and greater lifting capacity. The chief reasons 
for its selection over the figure-eight arrange- 
ment are concerned with vocational considera- 
tions, relief of unavoidable discomfort in the 
opposite axilla, and amputee preference based 
on his past experience. Both the figure-eight 
and the chest-strap harness may be used with 
almost any combination of hinges and cuffs. 
It may not be desirable to use a triceps pad 
and a shoulder saddle in combination, but 
there is no law against this possibility. The 
rule, as always, is to try for maximum stability 


is the older, but it is generally accepted that the chest 
strap was the forerunner of the figure-eight. Regardless 
of priority, both patterns are acceptable, and each offers 
advantages and disadvantages. 
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Fig. 3. The below-elbow chest-strap harness. The two suspensor straps running through D-rings are attached 
to a leather shoulder saddle. Improved stability and reduced unit stresses over the shoulder offer greater ability to 
lift axial loads. Normally, the below-elbow chest-strap harness, used on amputees requiring heavy-duty service, 
is constructed in combination with half-cuff and rigid elbow hinges. 


with a minimum amount of harness. This being 
the case, the figure-eight harness should be 
tried first.’ If it is not satisfactory, then the 
more complicated chest-strap harness may be 
resorted to. For detailed discussions of fabrica- 
tion techniques for both harnesses, reference 
may be had to Section 5.0 of the Manual of 
Upper Extremity Prosthetics (27). 


THE DOUBLE-AXILLA-LOOP HARNESS 


The increased frequency of successfully 
fitted wrist-disarticulation cases has led in 
such instances to a departure from the typical 
below-elbow harness pattern. A very simple 
and useful harness has been reported by the 
Naval Prosthetics Research Laboratory (28) 
for use with transcarpometacarpal cases, and 
the technique is also adaptable to wrist- 
disarticulation cases. As shown in Figure 4, a 
double axilla loop originates the initial body 
motion on the sound side and provides its 
own reaction point on the amputated side. A 
solid piece of Bowden cable extends from the 
proximal reaction point located on the axilla 
loop on the amputated side to the distal 
reaction point located on the arm socket. The 


3 Except, of course, in those cases where extremely 
heavy duty is a requirement from the beginning. 


cable housing is covered with a piece of plastic 
tubing to prevent pinching of flesh and pulling 
of hair on the subject’s arm. 

It should be pointed out that the double- 
axilla-loop harness is only a means of supplying 





Fig. 4. The double-axilla-loop harness for wrist 
disarticulations and transcarpometacarpal amputations. 
The loop on the amputated side serves as the reaction 
point, relative motion being produced when the sound 
shoulder is flexed. The control cable continues to the 
distal reaction point on the arm socket (Fig. 5). The 
auxiliary elastic strap indicated by dotted lines may 
or may not be needed. Courtesy U. S. Naval Hos pital, 
Oakland, Calif. (28). 
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terminal-device operation. Suspension must be 
inherent in a well-fitted socket, which usually 
must be split to facilitate donning, the 
condyles of the wrist being the principal means 
of retaining the socket on the stump (Fig. 5). 
Wrist disarticulations can be fitted by this 
technique at first. If it proves to be un- 
successful for any reason, the harness may 
easily be replaced with a conventional below- 
elbow figure-eight harness (29). 


THE BELOW-ELBOW DUAL-CONTROL SYSTEM 


As opposed to the problem of fitting the 
wrist disarticulation and other long below- 
elbow stumps, there is the one involving the 
fitting and harnessing of the very short below- 
elbow stump. Use of the split-socket type of 
prosthesis (page 18) furnishes a means of in- 
creasing the range of elbow flexion through a 
mechanical step-up. This expedient greatly 
improves the versatility of the below-elbow 
prosthesis and in the majority of cases proves 
to be very satisfactory when using the below- 
elbow figure-eight harness based on the single- 
control principle. 

For marginal cases with insufficient torque 
about the elbow to lift the prosthetic forearm, 
another departure has been made from the 
usual pattern of control. The below-elbow 
dual-control system, shown in Figure 6, uses a 
forearm lever loop and a split-housing cable 
system. Since in this case the cable housing is 
in two separate pieces, the effective distance 
between the reaction point on the arm cuff 
and that constituted by the lever loop on the 
forearm shell is no longer independent of 
elbow angle, so that arm flexion produces 





Fig. 5. Wrist-disarticulation socket for use with the 
double-axilla-loop harness. Control cable extends to the 
proximal! reaction point located on the axilla loop on the 
amputated side (Fig. 4). 


forearm flexion. When used with the very short 
below-elbow stump, the dual-contro] system 
thus provides an assistive lift for forearm 
flexion, sometimes especially needed when 
forearm flexion is begun from full forearm 
extension. Ordinarily the short below-elbow 
case has enough torque about the elbow to 
stabilize the forearm, so that no elbow lock is 
required. When the forearm socket is stabilized 
by the stump, the force from the harness is 
transmitted to the terminal device. 

The familiar rule of first trying the less 
complicated harness should be applied at this 
level also. If the forearm cannot be flexed by 
the stump without unnecessary fatigue, or if 
forearm flexion is painful, then the dual 
system is indicated. Amputees fitted with the 
dual control should be checked periodically to 
see whether the residual muscles have hy- 
pertrophied enough to be adequate for un- 
assisted forearm flexion, in which event the 
single control may be substituted. No harm is 
done by using the below-elbow dual-control 
harness when its necessity is questionable, but 
again the usual desirability of simplicity of 
harness would suggest discard of the assist lift 
when adequate function can be obtained with- 
out it. 


THE BELOW-ELBOW BICEPS-CINEPLASTY SYSTEM 
The Case for Cineplasty in General 


Since World War II, there has been, 
especially in the United States, a considerable 
revival of cineplastic surgery (2,14,24,26) to 
produce muscle tunnels capable of harnessing 
for the operation of artificial arms. Practically 
all available muscles of the arm and two major 
muscles of the chest (the pectoralis major and 
minor) have been harnessed by various means 
to operate arm prostheses. Two basic phi- 
losophies have developed in the use of the 
cineplastic muscle tunnel. First established was 
the idea of using the muscle motor to power 
the terminal device. The advantages of this 
means of independent terminal-device opera- 
tion, without relying upon body motions, 
were readily apparent, to say nothing of the 
possibility of eliminating body harness com- 
pletely in some cases. 

Some authors, for example Mount and 
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Fig. 6. The below-elbow dual control using the split-socket type of pros- 
thesis for the short below-elbow case. Since the cable housing is in two 
pieces, arm flexion assists in lifting the prosthetic forearm. The stump is 
then used to stabilize the elbow for terminal-device operation, no elbow 
lock being needed. The design of the step-up elbow hinges has been dis- 
cussed in detail by Alldredge and Murphy (J). 


Bernberg (19), discuss the advantages of an 
increased sense of pressure and generally 
improved sense of perception when a muscle 
motor is harnessed to a terminal device. Mount 
and Bernberg say ‘The results generally 
indicate that the two Ss [subjects] using cine- 
plastic prosthesis distinguished, compared and 
recognized given objects with greater skill 
and precision than the Ss [subjects] using 
prosthesis of the harness type.” Although 
further scientific tests to support this observa- 
tion have not been conducted, subjects success- 
fully fitted with both a conventional and a 
cineplastic prosthesis indicate that they have 
a better sense of pressure or feel with the 
latter. 

In the second philosophy developed, the 
pectoral tunnel is used to operate the elbow 
lock in the shoulder-disarticulation case. 
Obviously, the advantage in this case lies in 
the provision of the additional source of 
control. 

It may be stated, without reservation, that 
of all the possible arrangements involving 
cineplasty, the greatest degree of success has 
been obtained using the biceps muscle tunnel 
to power terminal-device operation in the 
below-elbow case. This does not mean that 
the combination of other muscle tunnels and 
other levels of amputation may not be success- 
ful in individual cases. Spittler and Fletcher 
(24), Kessler (14), Alldredge ef al. (2), and 
Taylor (26) report other muscles and other 


levels of amputation success- 
fully fitted with cineplastic 
prostheses. Because, how- 
ever, the other cases have not 
yet been proven clinically in 
the general sense, the discus- 
sion of the fitting of cine- 
plasty is here restricted to 
the below-elbow biceps sys- 
tem. 

In the below-elbow biceps 
case, fitting is greatly simpli- 
fied because the muscle tun- 
nel is above the first sound 
joint in the amputated stump. 
The socket may thus be 
made to harness residual 
pronation and_ supination, 
and it does not require window-type con- 
struction (26) since the tunnel is once removed 
in the upper arm. 

Because the biceps tunnel in the below- 
elbow case is able to avail itself of the physio- 
logical characteristics of muscle (13), adequate 
force and excursion are to be had. Since 
normally muscles are contracted to produce 
prehension, contraction of the biceps muscle 
tunnel should effect closing of the terminal 
device. For this reason it is generally accepted 
that a voluntary-closing device is most 
desirable for use with cineplastic amputees. 
Of course if the improved sense of pressure is 
to be had, then it may be best to use the 
voluntary-closing terminal device. Regardless 
of al] data presented here and elsewhere, how- 
ever, many biceps tunnels have been success- 
fully harnessed in the below-elbow case with 
the voluntary-opening terminal device.* This 





4 Although common-sense logic might lead one to 
suppose that improvement in pressure appreciation 
would be obtainable only were the terminal device 
voluntary-closing, it turns out that considerable im- 
provement is to be had also from muscle tunnels 
harnessed to voluntary-opening devices. The tests con- 
ducted by Mount and Bernberg (19) were, for example, 
all made with amputees wearing voluntary-opening 
hooks. How does the amputee so fitted estimate the 
amount of force being exerted at the hook fingers? He 
measures “holdback” and subtracts it mentally from the 
known total force exerted by the hook when no restraint 
is applied.—Eb. 
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circumstance can only suggest that the pre- 
scription of the terminal device in cineplasty 
is largely in the same area as is the pre- 
scription of the terminal device in the con- 
ventional case using body harness. 

The back-and-forth discussion of these 
factors is endless. It is therefore useful to have 
a look at the indications for cineplasty as seen 
from the point of view of the amputee. Need- 
less to say that, in the growth of prosthetics 
clinic teams, new amputees are seeing more and 
more the types of prostheses worn by other 
amputees. Usually when the wearer of a 
conventional arm prosthesis sees a cineplastic 
type he feels that a “Cadillac” version of an 
artificial arm is available for him. No doubt 
personal choice, or the individual desire for a 
cineplastic type of prosthesis, is the major 
consideration. Amputees who were not too 
favorable at the time of discussing the cine- 
plasty procedure have not obtained the same 
degree of success and training as have those 
who indicated their preference for cineplasty 
from the beginning. 

Another important factor relates to vocation. 
If a below-elbow amputee desires to do, for 
example, mechanical work on an automobile, 
he often finds himself lying on his back on a 
dolly. In this position, he is quite restricted in 
body motions for using a shoulder-harness 
prosthesis. For the wearer of a conventional 
prosthesis to operate his terminal device in 
this position involves the use of many body 
motions other than those ordinarily involved. 

Although no real criterion has yet been 
developed for the selection of individuals for 
the cineplasty type of prosthesis, it can be 
stated categorically that the personal prefer- 
ence of the individual and the vocational con- 
siderations are of prime importance and should 
therefore be discussed thoroughly with the 
patient before reaching a decision. 


The Two Established Systems 


Prosthetic fitting and socket construction 
for a biceps-cineplasty below-elbow prosthesis 
are very similar to the conventional techniques. 
The socket must provide stability and a means 
of attaching a terminal device. Suspension of 
the prosthesis may be handled in various ways. 
Two power-transmission systems have been 


developed, one at the University of California 
at Los Angeles and the other at the Army 
Prosthetics Research Laboratory. A com- 
parison of the efficiencies of the two systems 
has revealed that they have quite similar 
characteristics (3). 

The UCLA Below-Elbow Biceps-Cineplasty 
System. The power-transmission system of 
UCLA consists of a muscle-tunnel pin, a 
dual-cable power-transmission system, and a 
twin cable mounting harnessed to the terminal 
device. All parts of this system, shown in 
Figure 7, have been available commercially for 
some time, and the arrangement has received 
wide use in the field. Three types of cuffs are 
available for suspension in the UCLA system. 
The epicondyle cuff (Figs. 8 and 9), the epi- 
condyle clip (Fig. 10), and the epicondyle 
strap (Fig. 11) may be used with any selection 
of either flexible or metal double- or single-axis 
elbow hinges. The method of installing the 
UCLA system is described in detail in Section 
10.0 of the Manual of Upper Extremity 
Prosthetics (27). 





PROXIMAL RETAINER 
IN SAME PLANE 5 
AS SNAP-ON 





Fig. 7. The UCLA below-elbow biceps-cineplasty 
system with epicondyle cuff and rigid elbow hinges. 
The twin cable mounting is connected to the yoke to 
allow positioning for adequate operating excursion. 
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The UCLA system is quite ade- 
quate and very simple to harness 
and provides easy pre-positioning 
and ready adjustment of effective 
cable length. It has met with a very 
large degree of success throughout. 
Compared to the APRL system (3), 
it offers the advantage of being 
applicable to a wider selection of 
terminal devices inasmuch as the 
control system may be mounted 
either on the top or on the bottom 
of the arm socket (Fig. 12). It offers 
also the advantage of allowing 
pre-positioning of terminal devices 
with less friction throughout the 
cable system. 

The APRL Below-Elbow Biceps-Cineplasty 
System. The APRL system, as it appears in 
the Manual of Upper Extremity Prosthetics 
(27), has been revised to improve function. 
The principal modifications (Fig. 13) have 
been to adopt flexible leather hinges and to 





HORIZONTAL 
PROJECTIONS 
FOR PROXIMAL CABLE 
HOUSING RETAINERS 


HINGE CENTERS 


Fig. 9. Alternative design of the UCLA epicondyle 
cuff, constructed of stainless steel and covered with 
horsehide, the rigid hinges being attached to the cuff 
before covering. The cross strap at the top helps to 
stabilize the cuff on the arm 


DIMENSIONS 


A. FROM EPICONDYLES TO ABOVE 
BICEPS MUSCLE BULGE 













. 3/4 CIRCUMFERENCE OF ARM 
JUST ABOVE EPICONDYLES 


. ABOUT 2 INCHES 
. ABOUT 2+ INCHES 








Fig. 8. Pattern for the UCLA epicondyle cuff. 


discard the so-called “transit elbow hinges.” 
Since these changes (4), indications have 
pointed to a greater degree of success when the 
biceps tunnel is used with a voluntary-closing 
terminal device. 

Although both the voluntary-closing and 
voluntary-opening hands and hooks are 
recommended routinely for use with biceps 
tunnels in below-elbow amputees, experience 
has shown that voluntary-closing devices have 
offered a number of special advantages. The 
available excursion can be increased by 
utilizing spring forces in the terminal device 
to recover excursion, thereby stretching the 
biceps tunnel into pre-tension beyond the rest 
length of the muscle (/3). Moreover, the 
improved ability to select prehensile forces at 
the finger tips makes it possible for amputees 
to handle, say, an ice-cream cone without 
crushing it or to wield a hammer or other 
heavy object without dropping it. Expressed 
amputee reaction seems to indicate, further- 
more, that a considerable amount of pressure 
appreciation is realized through the use of 
the voluntary-closing terminal device, where 
the biceps is contracted for gripping an object. 
Of course, some pressure appreciation is lost 
when the voluntary-opening device is used, 
for then the biceps is contracted to open the 
device against the tension of the spring or 
rubber band, and the grasping force is exerted 
by the spring or rubber band upon relaxation 
of the muscle. Although no published data are 
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Fig. 10. The UCLA epicondyle clip, constructed of stainless steel and covered 
with horsehide. Conventional baseplates are attached to be used as the proximal 
retainers for the dual cable system. The clip can be used with or without the 
auxiliary elastic strap as needed to maintain the clip in position when the arm is 
flexed. The epicondyle clip has also been constructed of a semirigid plastic such as 


“Royalite.” 


available to support the claim of improved 
pressure appreciation with the voluntary- 
closing device, there are sound indications from 
active users that such a cue to the pressure 
exerted is of definite advantage. 

Since no published instructions for install- 
ing the APRL below-elbow biceps-cineplasty 
system are available, a simplified set is included 
here. The first step is to cut and check a paper 
template for the epicondyle strap in order to 
assure proper size and shape before proceeding 
to make the finished strap. The typical size 
and shape are indicated in Figure 11. The 
pattern should be placed around the arm and 
examined for comfort, both with the patient’s 
elbow extended and in maximum flexion (Fig. 
14). If the biceps tunnel is located low on the 
arm, the template should be shaped as indi- 
cated by the dotted lines in Figure 11 to allow 
for maximum passive stretch. By thus lowering 
the front portion of the epicondyle strap, 
comfort, as well as excursion, is improved. 

With the epicondyle strap fastened in place, 
the normal elbow center is marked on the 
projecting hinge tabs. Standard baseplates are 
located as close to these points as possible and 
are held in place with a clamp on the upper 
edge (Fig. 15). They are then so aligned that 
the cable housings will follow smooth curves 
from the tunnel pin through the elbow center 
to the two distal retainers on the arm socket. 
Notation should be made of the approximate 
angles shown in Figure 11. 


Fig. 11. Typical pattern for the APRL epicondyle strap, reduced 
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to exactly half the size needed to produce a strap for an arm with a cir- 
cumference of 104% in. Placed as drawn on the grain side of the selected 
leather, this template makes a left or a right strap depending on whether 
the amputee prefers to have the strap buckle toward the medial or toward 
the lateral side of the arm. To produce a strap buckling in the reverse 
directions, the template is turned over and placed on the grain side of 
the leather. The dotted lines indicate a modification to accommodate 
a biceps tunnel located low on the upper arm when it is desirable to save 


space in the anterior fold of the elbow. 
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VOLUNTARY-OPENING HOOK VOLUNTARY-CLOSING HOOK VOLUNTARY-CLOSING HAND 


Fig. 12. Alternate locations of the twin cable mounting for various terminal devices in the UCLA below-elbow 
biceps-cineplasty system. If it is desirable to interchange between the voluntary-opening hook and the voluntary- 
closing hand, two snap portions of the twin cable mounting may be used, one toward the lower side and another 
on the top side of the socket. 


Fig. 13. Completed installation of the APRL below-elbow _biceps- 
cineplasty system. The epicondyle strap is used in conjunction with 
flexible leather hinges, the hinges being adjustable by means of strap-type 
buckles placed at the points of attachment on the arm socket. The ox-bow 
tunnel pin, fitted with ‘Dot Fasteners” for joining to the sheave-type 
cable equalizer, is recommended for use with the APRL system. A flat 
cable-extensor mechanism is used to allow cable adjustment within the sys- 
tem and to permit interchangeability of terminal devices. Insert shows 
a variation in pin design that is available commercially. 












Fig. 14. Procedure for checking the paper template 
when making the epicondyle strap. 





Fig. 15. Placement of the baseplates on the epi- 
condyle strap. They should be so positioned that the 
cable housings pass through gentle curves from the 
muscle tunnel to the distal baseplates on the arm socket. 





Fig. 16. Bending the ears of the proximal base- 
plates to conform to the contour of the epicondyles. 
This detail gives added stability in supporting axial 
loads and improves amputee comfort. 
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The extending ears adjacent to the rivet 
holes on the two proximal baseplates should 
now be bent, as shown in Figure 16, to follow 
the contour of the epicondyles, thus giving 
greatly improved comfort as well as added 
stability in supporting axial loads. The base- 
plates are then riveted to the epicondyle strap 
by means of the top rivets only. 

Two pieces of 4-oz. strap leather 54 in. wide 
are now cut long enough to connect the epi- 
condyle strap to the arm socket. A piece of 
nylon or vinyon strap is attached by rubber 
cement to the inside of the leather straps, and 
the whole is stitched along each side. One 
end of each of these two flexible hinges is then 
laid under one of the lower ears of the proximal 
baseplates and the lower rivets are driven in. 

With the epicondyle strap fastened in 
position, the arm socket is placed on the 
patient, and the proper length of the flexible 
hinges is determined. Finally, the positions of 
the distal hinge attachments are marked, and 
the hinges are riveted to the socket, adjust- 
ment being provided for by the two buckles. 

The arm socket and epicondyle strap are 
now put in place, the cable-housing retainers 
are attached to the baseplates on the epi- 
condyle strap, and the cable housings are 
continued through the elbow center in such a 
way as to maintain a gentle wave to a point 
approximately 2 in. below the top of the arm 
socket (Fig. 13). The arm is then removed from 
the patient, and the baseplates are riveted in 
position on the socket. The male end of the 
cable lengthener is now attached to the termi- 
nal device, the lengthener is extended to the 
full-open position, and the other end of the 
lengthener is attached to the sheave equalizer. 

Next the cable housings are installed and 
adjusted to obtain maximum elbow flexion and 
extension without compression or stretch of the 
housings. The ends of the housings are trimmed 
so that, when the ferrules are installed, the 
housings will terminate flush with the rivets 
on the baseplates. The ferrules are then 
pinched slightly with a diagonal cutter. 

A female snap-on attachment is now fastened 
to one end of a length of cable, and the attach- 
ment is snapped to the pin. The free end of 
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the cable is fed through one cable housing, 
down through and around the sheave, and 
back up through the other cable housing. 
The terminal device is opened, the muscle 
tunnel is pulled into passive stretch, and the 
cable length is measured. The cap fitting is 
installed according to manufacturer’s instruc- 
tions. Normally, the cable will be a little too 
long. Adjustment may be made by taking up 
on the cable-length adjuster. 

After a period of use of the prosthesis, the 
amputee may find that the adjuster can no 
longer remove slack from the system. This 
development can be expected in some cases. 
It is only an indication that the tunnel has 
stretched with use. In this event, the control 
cable should be detached, shortened, and re- 
attached as in initial cable installation. 

The APRL system as described here has 
been used experimentally with a great deal 
of success, but the lack of commercial avail- 
ability of components in the past has limited 
its use in the field. It is designed primarily to 
be used with the voluntary-closing type of 
terminal device. Furthermore, the frictional 
losses in pre-positioning are greater than in 
the UCLA system, and unless the sheave 
equalizer is placed on the top of the socket 
use is limited to voluntary-closing terminal 
devices. This circumstance makes interchange- 
ability of a voluntary-closing hand and a vol- 
untary-opening hook quite impractical. The 
APRL system is primarily recommended 
for use with the epicondyle strap, which nor- 
mally gives ample support for axial loads 
without appreciable displacement of the socket. 

A distinct advantage of the APRL system 
over that of UCLA is that the effective cable 
links between the equalizer and the muscle 
tunnel may be adjusted while at the same time 
maintaining equalized forces. To adjust the 
effective cable links between the twin cable 
mounting and the muscle tunnel in the UCLA 
system requires a turnbuckle, which in ef- 
fect changes the links of the cable housing, 
thus increasing frictional losses within the 
system. 


HARNESSING FOR THE ABOVE-ELBOW CASES 


Basically, two functional requirements 
must be met in above-elbow cases. Not only 


must prehension be provided for but it must 
be usable at various degrees of forearm flexion. 
Experience has shown that satisfactory pre- 
hension can best be obtained through a nor- 
mal range of forearm flexion when provision 
is made for stabilizing the forearm at the 
selected level of operation. Thus, to the two 
basic functions there must be added the re- 
quirement of elbow lock. The body motions 
easily accessible and available for controlling 
these three functions in the above-elbow pros- 
thesis are arm flexion, arm extension, and 
scapular abduction.® 

At present there are three satisfactory har- 
ness patterns for the above-elbow case, two 
based on the so-called “dual control” and the 
third based on “triple control.” The two dual- 
control systems—the above-elbow figure- 
eight harness and the above-elbow chest- 
strap harness—utilize arm flexion for forearm 
flexion and terminal-device operation, elbow 
lock being effected by arm extension. In the 
triple-control harness, arm flexion is used to 
produce forearm flexion, arm extension gives 
elbow lock, and terminal-device operation is 
obtained by shrug of the sound shoulder. 
Each of the three systems has its own ad- 
vantages and disadvantages, and each there- 
fore has indications and contraindications in 
individual cases. 


THE ABOVE-ELBOW FIGURE-EIGHT HARNESS 


From the wearer’s point of view, the above- 
elbow figure-eight harness (Fig. 17) consti- 
tutes the easiest way of meeting the require- 
ments of the above-elbow case. It is simply a 
modified below-elbow figure-eight design with 
provisions for the added functional require- 
ments. Although in the below-elbow case it is 
essential mechanically to maintain a constant 
effective distance between the proximal and 
distal reaction points of the terminal-device 
control cable (Bowden principle), in the above- 
elbow case two functions may be obtained 
from a single cable by splitting the cable 
housing and substituting for the distal reac- 
tion point a lift lever on the forearm shell. 





5 It may be noted that the techniques for harnessing 
the above-elbow amputee can be applied equally well 
to articulated braces for flail arms. 
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Fig. 17. The above-elbow figure-eight harness. The basic structure consists of a loop about the opposite axilla, 
the front portion supporting the arm and the rear portion attaching to the control cable so that arm flexion gives 
forearm flexion and terminal-device operation. The piece of elastic inserted in the front portion provides for rela- 
tive motion for elbow locking by arm extension, the elbow-lock control being attached to the nonelastic portion. 
Suspension is improved by the lateral support strap and indicated auxiliary straps when necessary. As in the 
below-elbow dual control (Fig. 6), the cable housing is split so that arm flexion gives forearm lift when the elbow 
is unlocked, the leather lift loop on the forearm shell serving as the distal reaction point. If it is difficult to start 
the forearm into initial flexion, two baseplates may be used on the arm socket. The length of the leather lift loop 
on the forearm shell should be such that, when the forearm is extended, the distance from the center of the cable 
to the center of the elbow is equal to the distance from the center ot the forearm to the center of the cable hous- 
ing. This arrangement reduces the amount of force needed to start the forearm into initial flexion without increas- 


ing the excursion required for full forearm flexion. 


This arrangement couples forearm flexion and 
terminal-device operation to produce the dual 
control as used in the case of the very short 
below-elbow stump (page 32). Motion in the 
control source elicits terminal-device opera- 
tion or forearm flexion depending on whether 
the elbow is locked or unlocked. 

In the dual-control system, arm flexion is 
used as the source of control for forearm flexion 
and terminal-device operation, sometimes 
augmented by scapular abduction at large 
elbow angles, such as when the terminal 
device is near the mouth. A piece of elastic 
webbing is substituted for the nonelastic front 
attachment strap of the below-elbow figure- 
eight harness. It is attached at the level of the 
clavicle and extends to the adjustable buckle 
on the arm socket, a minimum of 6 in. being 
desirable for easy operation of the elbow lock. 
The elbow-lock control cable is attached to 





the nonelastic portion of the front attach- 
ment strap by means of a piece of }-in. 
webbing bearing a }4-in. adjustment buckle. 
Arm extension thus produces relative motion 
between the elastic webbing and the nonelas- 
tic control strap in such a way as to induce 
elbow locking. Thereafter arm flexion con- 
trols terminal-device operation. With proper 
training and practice the amputee can become 
very adept in effecting smooth operation of 
all three prosthetic controls. 

Suspension is improved by adding a con- 
necting strap, known as the “lateral support 
strap,” above the cross on the amputee’s back. 
It extends laterally across the shoulder to a 
buckle on the lateral side of the arm socket. 
Proper adjustment of the lateral support strap 
controls alignment in the abduction-adduction 
plane. With these modifications, the below- 
elbow figure-eight harness is adapted to be- 

















come the figure-eight for the above-elbow 
case. In summary, the alterations include in- 
sertion of the elastic webbing in the front to 
help suspend the socket and to provide for 
relative motion for elbow-lock control, addi- 
tion of the lateral support strap over the 
shoulder to contribute to socket stability, 
and the use of the two-piece cable housing to 
give forearm flexion when the elbow is un- 
locked. 

The two optional straps indicated in Figure 
17 together improve suspension, increase the 
available excursion, and assist in maintaining 
the control attachment strap on the shoulder 
when the arm is raised. The over-the-shoulder 
strap forms a webbing network to support 
axial loads and to stabilize the lateral support 
strap and front attachment strap on the 
shoulder. The cross-back elastic strap not 
only gives greater excursion both in scapular 
abduction and in arm flexion but it helps to 
prevent the control attachment strap from 
riding over the shoulder during extreme arm 
flexion, such as when the amputee is working 
in areas over his head. But again, following 
the rule of simplicity whenever possible, the 
above-elbow figure-eight harness should be 
tried first without the two optional straps. 
If that proves unsatisfactory, then the extra 
straps may be added. 

For a detailed description of the technique 
of fabricating the above-elbow figure-eight 
harness, reference may be had to Section 6.7 
of the Manual of Upper Extremity Pros- 
thetics (27) or to the report of the NYU Com- 
mittee on Above-Elbow Harness (20). It will 
suffice here to describe some of the common 
errors often leading to difficulties. Careful 
observation should always be made to be 
certain that the elastic straps are not too 
short and that the proximal end and distal 
buckle of the front suspensor strap are prop- 
erly positioned. A minimum of 6 in. of elastic 
is required to give sufficient excursion for 
operation of the elbow lock and to provide 
adequate length for adjustment of tension in 
the strap. 

Placement of the proximal end of the elas- 
tic suspensor not lower than the clavicle en- 
ables the amputee to feel the elastic stretch- 
ing over the deltopectoral interval during the 
elbow-lock operation, thus furnishing an addi- 
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tional cue to ensure reliable elbow function, 
and it permits the minimum of 6 in. of elastic 
to be used without bringing the attachment 
too far down on the socket. Normally the 
harness cross should lie approximately 1 in. 
toward the sound side of the vertebral spine. 
Crossing the harness at this point usually 
brings the control attachment strap over the 
lower third of the scapula, where maximum 
excursion may be utilized. The cross should be 
below the seventh cervical vertebra, thus 
avoiding the discomfort caused when the 
harness rides up. If the cross is more than 1 
in. toward the sound side, the axilla loop is 
unduly decreased in size, with consequent 
increase in discomfort at the axilla. 

The control attachment strap should not 
fall so low as to prevent arm abduction, and 
the lateral support strap should not ride too 
high on the neck. If the cross is farther to the 
amputated side, the control attachment strap 
may ride too high. Placement of the lateral 
support strap 4 in. forward of the acromion 
is found to result in optimal stabilization of 
the prosthesis on the stump without causing 
rotation. Attachment of the lateral support 
strap should be 2 in. below the acromion. 
When it is attached at a lower point, the 
strap rolls back and forth over the shoulder, 
and higher attachment results in poor cosmesis 
because of the interference of the buckle with 
the shoulder pad of clothing. Placement of an 
adjustable buckle at the junction of the front 
support strap and elastic suspensor provides 
optimal position for adjustment of the elbow- 
lock control cable. 

The placement of the elastic suspensor strap 
markedly influences the effectiveness of the 
elbow-lock control motion. If excess slack is 
left in the elbow control cable, it must be 
taken up by the control motion before the 
lock will operate, and consequently the total 
excursion will then be greater than necessary. 
At the same time, there must be sufficient 
slack in the cable to permit relaxation of 
tension for resetting the elbow-lock mech- 
anism. 


THE ABOVE-ELBOW CHEST-STRAP HARNESS 


The chief advantages of the above-elbow 
figure-eight harness are that it is functional 
and simple and will satisfy the needs of most 














vocational activities. As in the below-elbow 
case, however, if there is a requirement for the 
harness to lift heavy loads, then another type 
is indicated. Again as in the below-elbow case, 
the chest-strap harness (Fig. 18) is recom- 
mended for the above-elbow amputee whose 
activities commonly involve heavy-duty work. 
By supplying a shoulder saddle and thus re- 
ducing the unit stresses over the shoulder, 
the above-elbow chest-strap harness provides 
greater comfort, and hence greater loads can 
be accommodated. 

The shoulder saddle has taken two forms, 
the leather type and the webbing type. The 
leather type is precisely like that used in the 
below-elbow chest-strap harness. Figures 19 
and 20 illustrate webbing-type shoulder sad- 
dies that furnish adequate suspension on the 
lateral side of the arm socket and provide for 
the relative motion needed for elbow lock 


and for dual control. The operational pattern 
of body motions is identical to that used with 
the above-elbow figure-eight pattern. Arm 
flexion manages dual control (i.e., forearm 





Fig. 18. The above-elbow chest-strap harness using for suspension a leather strap threaded through a D-ring 
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flexion and terminal-device operation), and 
arm extension controls the elbow lock. 

The above-elbow chest-strap harness has as 
its chief advantage the ability to lift axial 
loads with lower unit stresses over the shoulder. 
Its primary disadvantage lies in its character- 
istic tendency to rotate about the chest owing 
to lack of a positive anchor. Again as in the 
below-elbow case, the simpler figure-eight 
design should be applied to the above-elbow 
case whenever it can be made to serve the 
amputee satisfactorily. The above-elbow chest- 
strap harness should be adopted only when 
the simpler figure-eight harness proves to be 
inadequate in any given case. 


THE ABOVE-ELBOW TRIPLE CONTROL 


In the above-elbow triple-control harness 
(Fig. 21), arm flexion produces flexion of the 
forearm, arm extension provides elbow-lock 
control, and extreme flexion of the sound 
shoulder (shrug) gives terminal-device opera- 
tion. Although the control System is quite 
simple, it requires the amputee to distinguish 








on the lateral wall of the socket and attached to a leather shoulder saddle at two points. The strap for the control 
cable may be attached either to the shoulder saddle, as shown, or to the chest strap at the midspine position. 
As in the below-elbow case, this type of harness improves lifting ability and reduces unit stresses over the shoulder 
on the amputated side. The elbow-lock control cable is attached to the front of the shoulder saddle, and again a 


piece of elastic is used as the front suspensor between shoulder saddle and arm socket. 
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Fig. 19. The above-elbow chest-strap harness with webbing shoulder saddle. The functional arrangement is 
identical to that in the above-elbow chest-strap harness with leather shoulder saddle (Fig. 18). The leather has 
simply been replaced with a webbing saddle designed to give the same function. The technique is best used on 
individuals who perspire freely but who nevertheless need the chest-strap type of harness for heavy lifting. 








Fig. 20. An alternative construction of the webbing shoulder saddle for use with the above-elbow chest-strap 
harness. Beginning at the point of attachment on the front of the arm socket, the principal strap passes over the 
shoulder on the amputated side, continues across the amputee’s back, goes under the opposite arm, crosses the 
chest, again passes over the shoulder on the amputated side, and buckles to the rear portion of the socket. This 
arrangement equalizes the forces when axial loads are encountered. A Y-type construction is used to connect the 
control cable to the chest strap at the midspine position and at the point where the chest strap crosses the shoulder. 
A similar construction is used in front, the lower leg of the “Y” being made of elastic to permit the relative motion 
needed for elbow-lock control. 
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Fig. 21. The above-elbow triple-control harness. It differs from the dual-control pattern in that three body mo- 
tions are required. The axilla loop uses shrug of the opposite shoulder to operate the terminal device, so that in 
this case the chest strap is separated at approximately the midspine position. Relative motion takes place between 
the axilla loop on the sound side and the reaction point located on the portion of the harness on the amputated 
side. A supporting shoulder saddle is constructed of a webbing network, and the control attachment strap for 
forearm flexion is attached at a point over the superior spine of the scapula on the amputated side. Arm flexion 
then lifts the forearm. Arm extension is harnessed as usual, a piece of elastic being used as the front suspensor 


strap to provide for the necessary relative motion. 


between arm flexion on the amputated side 
and extreme flexion of the shoulder on the 
opposite side to yield two separate controls. 
Above-elbow amputees with long stumps can 
usually make this distinction readily enough; 
those with medium to short stumps find it very 
difficult. 

The advantage of triple control lies in the 
possibility of operating the terminal device 
without first locking the elbow. But the com- 
plexity of fabricating the triple-control system 
has been a major disadvantage and has dis- 
couraged its use. It is recommended for ampu- 
tees requiring versatility in the use of the 
prosthesis, but it should be approached cau- 
tiously by the harnessmaker. 


HARNESSING FOR THE SHOULDER- 
DISARTICULATION CASES 


To provide adequate functional harness for 
the shoulder-disarticulation amputee has 


always been especially difficult because of the 
lack of the control source otherwise available 





from humeral motion. In the absence of an 
arm stump, it has been to date, for all practical 
purposes, impossible to provide any satis- 
factory voluntary motion of the prosthetic 
arm about the shoulder, and consequently a 
substitute must be sought for arm extension, 
the control source commonly used by the 
above-elbow amputee for operation of the 
elbow lock. The alternatives are to use manual 
operation of the lock by the sound hand or 
else to harness some residual control source 
ordinarily remote from arm function. 

Since in any case manual control is undesir- 
able because it interrupts two-handed activ- 
ities, the trend has been to utilize other body 
motions such as those of the head or shoulders. 
The nudge control (11, 25, 27), with the operat- 
ing button located on the shoulder cap of the 
prosthesis, was designed to be operated by 
pressure from the chin. But this system leads 
to such awkward appearance in use that it 
has since been more or less superseded by har- 
ness designs utilizing shoulder motions. The 
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perineal strap, with function based on rela- 
tive displacement between shoulders and 
pelvis, is disliked by most amputees and there- 
fore has been used less and less except where 
special complications prohibit other arrange- 
ments. The most practical system worked out 
to date involves use of a waist band or equiva- 
lent. At the present time, there are four satis- 
factory harness patterns for the male shoulder- 
disarticulation case and two suitable for the 
female. For the male, there are three dual- 
control systems, all operated by scapular 
abduction, elbow lock being accomplished in 
the first case by shoulder elevation on the 
amputated side, in the second by flexion of the 
opposite shoulder, and in the third by shoulder 
extension on the amputated side. The fourth 
system for the male utilizes the triple-control 
principle—scapular abduction to provide 
forearm flexion, elevation of the shoulder on 
the amputated side to give elbow lock, and 
shrug of the opposite shoulder to operate the 
terminal device. Since all four of these systems 
involve a chest strap unsuited to the female, 
two special arrangements have been worked 
out for women. Both are built around a bras- 
siére, and both utilize dual control, in the one 
case operated by scapular abduction, in the 
other by motion of the opposite shoulder. 
In both cases, elbow lock is effected by eleva- 
tion of the shoulder on the amputated side. 


HARNESS PATTERNS FOR MEN 


Dual Control with Shoulder-Elevation Elbow 
Lock 


Of the four shoulder-disarticulation harness 
systems for males, the one most often used 
with the least trouble involves scapular ab- 
duction for dual control of forearm flexion and 
terminal-device operation, elbow lock being 
managed by elevation of the shoulder on the 
amputated side. As in all dual-control systems, 
excursion of the control source, in this case 
bilateral abduction of the scapulae, produces 
either terminal-device operation or forearm 
flexion depending on whether the elbow is 
locked or unlocked. 

Figure 22 presents the basic details of this 
harness pattern. A webbing chest strap at- 
taches to the front of the shoulder cap, passes 
under the axilla on the sound side, crosses the 





back at the midscapular level so as to utilize 
the maximum available excursion, and at- 
taches to the control cable positioned on the 
back of the shoulder cap. An elastic suspensor 
strap extends from the top of the shoulder cap, 
diagonally across the back, and attaches to 
the chest strap at a point just toward the 
sound side of the vertebral spine. The length 
of the chest strap is so adjusted as to permit 
full terminal-device operation without bringing 
the cable into contact with the skin. 

Elbow-lock operation by shoulder elevation 
is provided for by linking the elbow control 
cable to a waist strap encircling the trunk be- 
low the thoracic cage, thus establishing an 
anchor to oppose shoulder elevation. Although 
adequate force for elbow locking is usually 
available, care is taken to position the 
cable reaction points in such a way as to 
eliminate as much frictional resistance as 
possible. 

This system offers several distinct ad- 
vantages over other methods of harnessing the 
shoulder-disarticulation case. It involves the 
minimum amount of harness needed to operate 
the three basic controls, and it has the in- 
herent advantage of avoiding any possibility 
of interference between elbow locking and the 
other two functions. Thus training is simpli- 
fied considerably, and the success of the in- 
dividual harness may be determined at the 
time of fitting. 


Dual Control with Opposite-Shoulder Elbow 
Lock 


A second shoulder-disarticulation harness 
system seen frequently also uses scapular ab- 
duction for dual control of forearm flexion and 
terminal-device operation, but elbow lock is 
effected by a forward rotation of the sound 
shoulder. The arrangement for dual control 
is precisely like that just described, the dif- 
ference in the harness as a whole being con- 
cerned with the method of elbow locking 
(Fig. 23). In addition to the chest strap and 
the elastic suspensor strap, there is provided 
for the sound shoulder a webbing saddle, the 
cross-back extension being attached to the 
elbow control cable near the point of stabili- 
zation on the back of the shoulder cap. Again 
the lengths of the straps are so adjusted as to 
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Fig. 22. Shoulder-disarticulation harness using scapular abduction for dual control, elbow lock being operated 
by shoulder elevation on the amputated side. After Pursley (23), by permission of Orthopedic and Prosthetic A p- 


pliance Journal. 


permit adequate excursion without the cables 
touching the flesh. 

Although this system eliminates the need 
for the waist strap, it obviously introduces 
more complicated harness about the shoulders, 
and it offers the inherent disadvantage of the 
possibility of inadvertent locking or unlocking 
of the elbow in the course of forearm flexion or 
terminal-device operation. If, however, care is 
taken to keep the chest strap at the mid- 
scapular level while making the opposite- 
shoulder loop as high as possible, and if the 
amputee is thoroughly trained, the two operat- 
ing body motions can usually be separated 
satisfactorily. 

Because in this system the elbow-lock control 
cable traverses a comparatively long path, 
and also because the associated harness 
moves across the entire surface of the back, 
the frictional forces involved are sometimes 
such that the alternator spring in the elbow 


is not strong enough to return the control 
cable to the relaxed position. When this is 
the case, an additional spring may be added 
on the inside of the arm section (Fig. 24). 
Since this extra spring force makes the elbow 
lock more difficult to operate, it has the in- 
cidental advantage of making it easier for 
the amputee to separate opposite-shoulder 
shrug from scapular abduction, thus helping 
to avoid inadvertent elbow action. If diffi- 
culty is still encountered, separation of con- 
trols is sometimes made easier if the oppo- 
site-shoulder loop is adjusted to require an 
extreme flexion of the sound shoulder before 
elbow locking is induced. 

In any event, a considerable period of 
practice is usually required before the average 
amputee can manage separation of controls 
systematically and with the necessary con- 
fidence. Training is thus more prolonged than 
is the case with the shoulder-elevation elbow 
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Fig. 23. Shoulder-disarticulation harness using scapular abduction for dual control, elbow lock being operated 
by flexion of the shoulder on the sound side. After Pursley (23), by permission of Orthopedic and Prosthetic A ppli- 


ance Journal. 


lock, and consequently the dual-control 
harness using opposite-shoulder lock offers 
the further disadvantage that the ultimate 
success in any given case is difficult to deter- 
mine at the time of initial fitting. 


Dual Control with Shoulder-Extension Elbow 
Lock 


Figure 25 presents the dual-control shoulder- 
disarticulation harness utilizing shoulder ex- 
tension to lock and unlock the elbow. The 
lower leg of the front attachment strap con- 
tains a piece of 1-in. elastic, the front elbow- 
lock control being connected to the nonelastic 


Fig. 24. Installation of the elbow-lock cable, show- 
ing arrangement when auxiliary spring is needed to 
return cable to relaxed position. The additional spring 
force makes it easier to separate the elbow-lock control 
motion from scapular abduction. After Pursley (23), 
by permission of Orthopedic and Prosthetic Appliance 
Journal. 


part of the chest strap. Thus shoulder extension 
produces a relative motion for elbow locking. 


AUXILIARY 
RETURN SPRING 


ELBOW-LOCK 
CABLE 











PURSLEY 


Fig. 25. Shoulder-disarticulation harness using scapular-abduction dual control, elbow lock being operated by 
extension of the shoulder on the amputated side. The chest strap terminates in front in a forked arrangement for 
attachment to the socket. A piece of 1-in. elastic is inserted in the lower leg of the fork, and the elbow-lock con- 
trol cable is attached to the base portion of the chest strap just beyond the elastic, thus providing for relative 
motion upon extension of the shoulder on the amputated side. 


To operate the prosthesis starting with fore- 
arm extended, scapular abduction is used to 
produce forearm flexion. While maintaining 
enough force on the lift cable to hold the 
forearm in the desired position, the amputee 
extends his shoulder on the amputated side 
to lock the elbow. Thereafter scapular abduc- 
tion operates the terminal device. 

Although this system may be used on any 
shoulder-disarticulation case, amputees retain- 
ing the humeral neck are the most successful. 
Patients without the humeral neck experience 
difficulty in coordinating the two body mo- 
tions. In any event, the length of the elastic 
and the position of the wide attachment are 
both critical. Normally a piece of 1-in. elastic 
11% in. long is used as a start. If the elbow is 
difficult to operate, the elastic portion is made 
longer. If the elbow operates inadvertently, the 


elastic is shortened so as to require more 
definite shoulder extension to lock and unlock. 

Although this type of shoulder harness is 
quite new, experience to date would suggest 


consideration of new elbow mechanisms 
especially designed for use with it. An obvious 
advantage is elimination of the waist band and 
opposite-shoulder loop used respectively in 
the other two dual-control systems. 


Triple Control 


In the triple-control system for shoulder 
disarticulation, as in the triple control for 
above-elbow cases, the three necessary func- 
tions are provided by three control sources, 
one for each. The usual and generally most 
successful pattern utilizes scapular abduction 
for forearm flexion, shrug of the sound shoulder 
for terminal-device operation, and elevation 
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Fig. 26. Shoulder-disarticulation harness utilizing triple control. Scapular abduction provides forearm flexion; 
shoulder on sound side operates terminal device; elbow lock is operated by shoulder elevation on the amputated 
side. After Pursley (23), by permission of Orthopedic and Prosthetic Appliance Journal. 


of the shoulder on the amputated side for 
control of the elbow lock. The basic pattern 
(Fig. 26) involves a minor modification of the 
chest strap seen in Figures 22 and 23, an elastic 
suspensor strap also similar to that seen in 
Figures 22 and 23, an opposite-shoulder loop 
with an extension passing over the seventh 
cervical vertebra or slightly below it, and a 
linkage between elbow control cable and waist 
band.® 

Although the triple control requires more 


6 Use of the waist band, as in Figure 22, is largely 
a matter of personal preference. Some amputees like 
it, some do not. When the amputee wishes to dispense 
with the extra waist strap, the elbow control may be 
anchored to an item of clothing such as a button at the 
top of the trousers near the fly, as in Figure 26. The 
control strap then passes out of the shirt between 
buttons, so that no special opening is needed. But of 
course when this arrangement is used, the prosthesis 
is inoperable when the wearer is unclothed. 


harness than do the other three patterns for 
shoulder disarticulation, it offers certain ad- 
vantages not to be had from dual control. 
Separation of terminal-device operation from 
forearm flexion offers improved control over 
prehension, since during forearm flexion no 
force or excursion is introduced affecting the 
terminal device. Likewise, as in the case of 
the dual control with shoulder-elevation elbow 
lock, the triple-control system overcomes the 
difficulty of separating elbow lock from the 
other two functions, so that inadvertent elbow 


locking or unlocking is avoided. The result is, 


again, simplified training and the possibility 
of determining the success of the harness at 
the time of initial fitting. 


HARNESS PATTERNS FOR WOMEN 


Since the chest strap, common to all four 
harness patterns for male shoulder-disarticu- 
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lation cases, is unsuited for most women, 
harness designs for female shoulder-disarticu- 
lation amputees are best based on some other 
principle. The most satisfactory method found 
to date for eliminating the chest strap is to 
utilize as part of the harness a brassiére 
made of sturdy material.? As shown in Figure 
27, a strip of 1-in. webbing is sewed around 
the lower edge of the brassiére known to bra 
designers as the “diaphragm band.” The 
shoulder cap is so designed as to project in 
front below the breast on the amputated side 
to provide an anchor point (B) to which the 
diaphragm band is attached. An elastic sus- 
pensor strap attaches to the top of the 
shoulder cap at A, passes diagonally down the 
back, and is sewed to the diaphragm band at 
C somewhat toward the sound side of the 
vertebral spine. For ease in adjustment and 
to provide for ready laundering, a buckle is 


7 Not chiffon or lace! 











used at D, a clip-type disconnect is installed 
at E, and attachments at B and A are made 
with snap fasteners. The arrangement for 
control of the elbow lock utilizes the waist 
band® in the same way as in the corresponding 
pattern for the male (Fig. 22). 

Although in this harness design the dia- 
phragm band crosses the back somewhat 
lower than the midscapular level desired with 
the chest strap, adequate excursion is usually 
available from biscapular abduction, which, 
as in the male patterns of Figures 22, 23 and 25, 
provides dual control of forearm flexion and 
terminal-device operation. Shoulder elevation 
provides control of elbow locking. 

A problem encountered with the design 
shown in Figure 27 is that in flat-chested 





’ When the waist band is disliked by the female 
amputee, the elbow control strap may be anchored to 
a girdle or pantie girdle, just as it may be anchored to 
the trousers in the male. 








Fig. 27. Harness for female shoulder-disarticulation cases, made integral with bra but detachable from arm 
socket for laundering. Scapular abduction provides dual control of forearm lift and terminal-device operation, 
while elbow lock is effected by shoulder elevation on the amputated side. After Pursley (23), by permission of 
Orthopedic and Prosthetic Appliance Journal. 
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persons or in those with comparatively small 
breasts it is sometimes difficult to get adequate 
stability, so that operation of the dual control 
causes the brassiére to rotate upon the chest. 
When such a situation prevails, use may be 
made of the modification shown in Figure 28, 
where the brassiére is called upon to provide 
suspension only, the loop about the sound 
shoulder furnishing the dual control. Here, as 
in Figure 27, attachments A, B, and D are 
made with snap fasteners so that the entire 
harness can be removed from the arm socket 
for laundering, the elastic suspensor being 
sewed to the diaphragm band at C. 


SOME SPECIAL CONSIDERATIONS 


A distinguishing characteristic of the 


shoulder-disarticulation amputee is that the 
available control sources are for the most 
part of comparatively high force but of low 
excursion. Most commercially available ter- 
minal devices require an average of 13% in. of 
excursion for full operation, and normally 2 to 

















3 in. of excursion are needed to produce full 
forearm flexion of 135 deg. Generally, the 
total exceeds the excursion available from 
scapular abduction. This means that if, in a 
dual-control system with a voluntary-open- 
ing hook, where the excursions for forearm 
flexion and for terminal-device operation are 
additive, the amputee is to be able to open 
the hook at the mouth, some means must be 
found for obtaining the extra excursion. The 
only other alternatives are to use a voluntary- 
closing hook, in which case the excursion used 
in forearm flexion is regained for hook opera- 
tion, or to use triple control, in which case 
forearm flexion and terminal-device operation 
are obtained from two separate sources. But 
many shoulder-disarticulation amputees do 
not care for voluntary-closing terminal de- 
vices, and others, for this reason or that, are 
not always able to manage the triple control. 

Since in general the force available from 
scapular abduction far exceeds that needed 
for forearm lift and prehension, some of the 








Fig. 28. Alternative harness for female shoulder-disarticulation cases in which the simpler arrangement of 
Figure 27 proves too unstable. Here the bra is used for suspension only. The loop over the sound shoulder pro- 
vides dual control of forearm lift and terminal-device operation, while elbow lock is effected by shoulder elevation 
on the amputated side. After Pursley (23), by permission of Orthopedic and Prosthetic A ppliance Journal. 
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force may be sacrificed in the interest of ob- 
taining an increase in excursion. The “block- 
and-tackle” cable system shown in Figures 29 
and 30 provides a two-to-one step-up in 
excursion at the expense of surplus force. 
It may be used with any of the six harness 
systems whenever added excursion is needed 
either for forearm flexion or for terminal- 
device operation. In Figure 23, for example, 
it is applied to the dual control. In Figure 26, 
it is used to step up forearm flexion in the 
triple control. It could equally well be installed 
in the system of Figure 22, should that prove 
to be necessary in any given case. Conversely, 
when excursion step-up is not required for the 
patterns of Figures 23 and 26, an external 
cable routing may be used, as in Figure 22. 
In any case, careful analysis of the excursion 
available and of that required for the terminal 
device prescribed forms the basis of judgment 
as to whether the step-up system is indicated 
or not. 


THIS CABLE ATTACHED TO BLOCK, 
PASSED OUT THROUGH UPPER ARM, 
AND ATTACHED TO SHOULDER HARNESS 


y THIS CABLE THREADED OVER SHEAVE, 
Y<&——————_ PASSED OUT THROUGH UPPER ARM, 
AND ATTACHED TO FOREARM LIFT 


LOCK CONTROL 


CABLE 
ANCHORED 


Although the six harness patterns described 
here represent the most generally successful 
designs now in common use for the shoulder- 
disarticulation case, no one of them provides a 
voluntary control source for motion of the 
upper arm about the shoulder. This deficiency, 
of course, imposes upon the shoulder-dis- 
articulation amputee a rather serious limita- 
tion not characteristic of the normal arm. Some 
provision for arm flexion-extension is possible 
by making the arm socket in two pieces, a 
humeral section and a shoulder cap, and using 
the so-called “sectional plates” (25,27). 
But this arrangement is intended for manual 
pre-position only. Recently (12) a shoulder- 
disarticulation arm has been designed with a 
shoulder joint giving a combination of flexion 
and abduction to permit comfortable sitting 
at a table or desk, but again arm lift is manual, 
there being no satisfactory control source for 
voluntary flexion-abduction about the shoulder 
cap. Development of an additional voluntary 
control source to simulate 
the motion of the normal 
glenohumeral joint is now 
perhaps the most pressing 
need of the shoulder-disartic- 
ulation amputee. 


HARNESSING FOR BILATERAL 
ARM AMPUTEES 


As compared to the uni- 
lateral case, the prosthetic 
requirements of bilateral arm 
amputees are magnified many 
fold. Experience shows that 
the unilateral subject uses 
his prosthesis chiefly to hold, 
carry, or assist in activities 
requiring two hands. Bilat- 
erals, on the contrary, are 
required to rely wholly on 
their arm substitutes for 
both one-handed and two- 
handed activities. The pre- 


Fig. 29. Cable system for re- 
ducing the amount of excursion 
needed in the shoulder-disarticula- 
tion dual control. After Pursley 
(23), by permission of Orthopedic 
and Prosthetic Appliance Journal. 
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Fig. 30. Installation of the excursion-reducing cable 
system shown in Figure 29. After Pursley (23), by per- 
mission of Orthopedic and Prosthetic Appliance Journal. 


scription criteria and techniques of fitting are 
therefore modified for the bilateral in an at- 
tempt to provide general operation in areas 
where the unilateral uses his normal hand. Bi- 
lateral arm amputees must, for example, have 
access to the pockets, both shirt pockets and 
side and hip trouser pockets if possible. They 
must be able to brush the teeth, comb the hair, 


use a buttonhook to manage button closures, 
and perform a great variety of other essential 
activities in the course of daily living. In 
general, all of these functions require action 
close to the body, behind the back at waist 
level, or at face, neck, or above the head. 
The prescription criteria for bilaterals there- 
fore require special attention to personal as 
well as vocational needs, and consideration 
must be given to such special items as easily 
operable wrist disconnects and wrist-flexion 
units. Fabrication techniques are altered to 
provide for greater strength, and socket 
margins must be carefully determined in 
order to assure maximum socket stability for 
improved control. 

In below-elbow cases, residual pronation 
and supination is, of course, priceless. In every 
step of amputee care, every effort should be 
made to maintain forearm rotation. Attention 
should be paid this matter from the time of 
the original amputation and should continue 
through prescription, socket fitting, and 
fabrication of the harness. 

A matter of the greatest importance to the 
bilateral arm amputee is that of being able 
to get the harness and prostheses on and off 
without help from others. Bilateral above- 
elbow and shoulder-disarticulation amputees 
can almost always manage to get their pros- 
theses off without help, but they sometimes 
require assistance in putting the arms on. 
Special brackets mounted on a wall in a bed- 
room are often needed to help amputees 
otherwise unable to perform independent 
donning. If, for example, a bilateral with short 
above-elbow stumps cannot control his pros- 
theses while reaching for the harness cross 
on his back to remove the harness by pulling 
it over his head (‘‘skinning-the-cat”), he 
hangs the cross over the wall hook by simply 
backing up to it. He then bends his knees to 
lift the straps over his head. Leaving the 
harness cross on the hook, he then removes 
the prostheses by holding the terminal de- 
vices, one at a time, each with the opposite 
foot. Thus the arms are left hanging in such 
position that the stumps can again be inserted 
into the sockets and the harness slipped back 
over the head. 
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Control in the bilateral amputee is at best 
difficult. Because the number of controls 
required is doubled, less effective control 
motions must be brought into use, and inde- 
pendence of control becomes a problem. At 
present, six control functions, three for each 
arm, are about all that can be manipulated 
conveniently and efficiently. Even so, inter- 
action between controls is noticeable. 


THE BILATERAL BELOW-ELBOW HARNESS 


The easiest way to describe a bilateral 
below-elbow harness (Fig. 31) is to start by 
supposing that a _ unilateral below-elbow 
amputee has lost his remaining good arm 
below the elbow and has asked that his old 
figure-eight harness be used to make the new 
bilateral harness. The first step would be to 
cut the axilla loop on what was formerly the 


sound side. The front portion of the cut strap 
would then be attached to the inverted Y- 
suspensor of the new prosthesis. The back 
portion of the cut strap would be turned back 
upon itself and attached to a buckle. It 
thus would become the control attachment 
strap for the new prosthesis. Arm flexion on 
either side then gives terminal-device opera- 
tion. 

The cross on the back may be lowered by 
loosening the inverted Y-straps in front and 





® While this hypothetical case suffices to describe 
the harness, it carries the faulty implication that the 
bilateral harness is simply two unilateral harnesses. 
No such implication is justified, for, as already pointed 
out, the functional requirement is magnified many fold, 
there is the complication of effecting separation of con- 
trols, and in addition there is the problem of getting 
into and out of the harness. 


Fig. 31. The bilateral below-elbow figure-eight harness. A webbing inverted Y-suspensor with triceps pad and 
flexible leather hinges is shown on the right side, while a leather inverted Y-suspensor with full cuff and rigid 
hinges is shown on the left. Similarly, one type of hook is shown on one side and another type on the other. In 
the bilateral case, prescriptions should be written independently for the two sides with a view toward providing as 
much utility as possible. As in the corresponding unilateral cases, the choice of cuffs, pads, hinges, terminal de- 
vices, and other details is made on the basis of the individual characteristics of the stump for which the prosthe- 
sis is intended. 
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taking up the slack in the control attachment 
straps. The reverse procedure moves the cross 
up. Should the cross be too far to one side, 
it may be moved horizontally by loosening 
the inverted Y-strap and control attachment 
strap on that side and taking up the slack on 
the opposite side. 

An important consideration is the choice 
of materials best suited to the individual case. 
In Figure 31, the right Y-suspensor is made of 
vinyon, while the left is made of leather. If 
the amputee finds that getting the harness on 
and off is a major problem, then the tendency 
of leather to maintain its shape makes it easier 
to slip the stumps through the suspensors. 
If excessive perspiration is a problem, then 
vinyon tape may be more suitable. 

Although the combination of one leather 
and one vinyon Y-suspensor is shown in 
Figure 31 primarily to suggest the two possi- 
bilities, it is not inconceivable to consider 
the arrangement for actual use. In the bilateral 
below-elbow cases, the choice of cuffs and 
hinges is made independently for each side 
on the basis of such factors as stump length, 
muscular tone, and elbow mobility. In some 
cases, it might be well to consider using flexible 


hinges on one side to encourage the use of 
residual pronation-supination while applying 
full cuff and rigid hinges on the other to pro- 
vide stability. A bilateral so fitted would thus 
have the added versatility provided by an 
enhanced function of one kind in one arm and 
an enhanced function of a different kind in the 


other. 

In Figure 31, a wrist-flexion unit is installed 
on the left prosthesis. Although in exceptional 
cases the bilateral fitting of wrist-flexion units 
might be desirable, ordinarily only one flexion 
device is necessary. When only one wrist- 
flexion unit is used, amputee preference, or 
simply prosthetic dominance of one extremity 
over the other, is probably the best criterion 
for determining the side to which wrist flexion 
should be applied. 


THE BILATERAL ABOVE-ELBOW HARNESS 


The unilateral below-elbow figure-eight 
harness has been adapted for bilateral above- 
elbow cases as well as for the bilateral below- 


elbow amputee. It is essentially the same as 
for the below-elbow cases but with added sus- 
pensory harness and means of operating the 
elbow locks. A typical pattern is illustrated in 
Figure 32. If allowance is made for the in- 
creased need for function in the bilateral case, 
then fabrication of the bilateral above-elbow 
harness is similar to that of the unilateral 
above-elbow figure-eight pattern. Use is made 
of the same methods of harness adjustment 
as in adjusting the harness for the below-elbow 
bilateral. 

Before attempting the fabrication of the 
bilateral above-elbow harness, the harness- 
maker must understand the above-elbow 
figure-eight harness for unilaterals. He should 
then discuss with his patient any special 
vocational or personal activities requiring 
modification of harness design. When the har- 
ness is completed, the prosthetist should make 
it a point to follow up progress in training to 
make sure that the bilateral amputee can 
soon become self-sufficient in all necessary 
activities. If attention is paid to these few 
details, and if each bilateral amputee is 
treated as an individual problem, surprisingly 
good results may be obtained in practically 
all bilateral cases. 


THE BILATERAL SHOULDER-DISARTICULATION 
HARNESS 


Because the bilateral shoulder disarticula- 
tion and the bilateral above-elbow/shoulder 
combination represent comparatively rare and 
highly specialized instances of upper-ex- 
tremity amputation, it has thus far not been 
possible to establish any set harness pattern 
for these cases. Although in general the bi- 
lateral shoulder-disarticulation harness is a 
sort of combination of two shoulder-disarticu- 
lation harnesses for the unilateral, every am- 
putee requiring such harness must have 
meticulous attention to details in the indi- 
vidual case. In any event, it is obvious that, 
in the bilateral shoulder-disarticulation am- 
putee, the goal of the prosthetist is to obtain 
as much function as possible regardless of 
necessary deviations from ordinary practice. 
Although experience with extreme cases of this 
kind has to date been limited, the Case Study 
at the University of California at Los Angeles 
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Fig. 32. The bilateral above-elbow figure-eight harness. As in the bilateral below-elbow case, here too the choice 
of components for the two sides is made independently with regard for individual stump characteristics and with 
the intention of providing as much useful function as possible. 


(page 61) has accumulated some useful in- 
formation. At present, the knowledge gained 
at UCLA probably offers the most important 
guide for management of the individual bi- 
lateral shoulder-disarticulation case. 


CONCLUSION 


To the student of the art of harnessing upper- 
extremity prostheses, it will now have become 
perfectly plain that here, as in almost every 
other published source, the harness designs 
presented are principally those applicable to 
the comparatively young, healthy, adult male 


amputee. Included, furthermore, are only 
those systems for which there has been ac- 
cumulated enough clinical evidence to prove 
their validity for use with presently available 
arm components. Noticeably missing are 
special patterns and fabrication techniques 
for the very young, for the very old, for the 
debilitated, for the special cases involving 


other complicating handicaps, and, with two 
exceptions, for the female. 

The reason for this situation lies in the fact 
that, inspired as it was by the desire to aid the 
veteran returning from the wars, the Artificial 
Limb Program, sponsored by the Veterans 
Administration and the Department of De- 
fense, has quite naturally placed emphasis 
upon the type of amputee to be expected from 
the battlefield. But it is not fully appreciated 
by the general public that there are produced 
annually from disease or accidents—in the 
home, on the highway, in the factory—many, 
many more amputees than are ever produced 
in military campaigns. Such causes of amputa- 
tion play no favorites with age or sex. 

Fortunately, the basic principles involved in 
the harnessing of the adult male are more or 
less fully applicable to the juvenile amputee. 
Recently, for example, an armamentarium 
chart defining child amputee types and offering 
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suggestions for prescription for children of age 
three and a half to ten years has been prepared 
under the auspices of the Michigan Crippled 
Children Commission (J8). Two columns of 
this reference document are devoted to “har- 
ness type” and “control type” respectively. 
Except for the omission of the below-elbow 
dual control and of the above-elbow and shoul- 
der-disarticulation triple controls, at every 
level of arm amputation in the child the recom- 
mended harness and control systems are identi- 
cal with those used for the corresponding level 
in the adult male. The only significant modi- 
fications are concerned with the use of )4-in. 
instead of 1-in. webbing, according to the size 
of the child, and with the twofold recommenda- 
tion that the harness be worn over a T-shirt 
and that the younger children be provided 
with two harnesses, one to be worn while the 
other is laundered. Since in general young 
children do not possess harnessable forces as 
large as are usually to be had in the adult, 
the unit stresses produced by the narrower 
webbing are acceptable to the small child, 
and hence, following the rule of minimum per- 
missible harness in all cases, it is obviously 
advisable to use the 14-in. material whenever 
it can serve the small fry satisfactorily. The 
need of children generally for a frequent 
change of clothing deserves no further comment 
here. 

In any event, it will be recalled that some 
twelve-year-olds are actually larger and 
stronger than some adults, and consequently 
the determining factor in any given child is his 
own particular size, which in turn determines 
whether 14-in. or 1-in. material will provide 
the more comfort. Other features of harness 
fabrication for children are essentially the 
same as for adult harnessing. 

As for the adult female, generally the har- 
ness for the adult male is applicable, with the 
exceptions that the chest-strap designs usually 
are not desirable and that commonly more 
emphasis is placed on cosmesis. Most women, 
for example, prefer to have a choice of wearing 
“Vv” necklines instead of being restricted to 
Peter Pan collars or other high necklines. 
The figure-eight harness pattern is adequate 
for both above- and below-elbow female 
amputees. In high-above-elbow cases and 


shoulder disarticulations, the patterns of 
Figures 27 and 28 usually serve satisfactorily. 

Elderly amputees, amputees with multiple 
limb losses, and those with additional complica- 
tions such as blindness or deafness all present 
such highly specialized problems that no single 
harness pattern can be more than partially 
satisfactory in all cases. Some evidence seems 
to indicate that there may even be an age 
limit beyond which most individuals begin to 
feel that bothering with an artificial arm at all 
is no longer worth the effort. But no really 
scientific evaluation has yet been made of the 
needs of the aged amputee. Circumstances in 
the individual case must therefore dictate the 
course to be taken. As in the case of children, 
some geriatric patients are healthy, strong, 
and dynamic; others are ailing, feeble, or 
lethargic. In the elderly amputee, therefore, 
as in all special cases, personal factors prevent 
the recommendation of any generalized har- 
nessing system. 

In the two illustrations of typical harnessing 
for bilateral arm amputees (Figs. 31 and 32), 
the subjects are shown as having amputations 
at approximately the same level on the two 
sides. In actual clinical practice, of course, 
bilateral arm cases present all possible com- 
binations of above- and below-elbow amputa- 
tions. In all such cases, the problem of devising 
suitable harnessing combinations presents a 
special challenge to the prosthetics clinic team. 
Similarly, in the case of amputations compli- 
cated by other mental or physical handicaps, 
special assessment of the individual patient 
must be made to determine, first of all, 
whether use of a prosthesis is actually feasible 
and, if so, what if any departures from con- 
ventional harness patterns are indicated. In 
all such unusual instances, the considered 
judgment of the clinic team is indispensable 
in the development of a specialized harness 
pattern suited to the needs and abilities of the 
individual concerned. 

It may now be reiterated that, even in the 
so-called “standard” cases, it does not suffice 
to supply a “standard” harness. The reference 
chart of Table 1 is appended here only for the 
convenience of the clinic team in selecting the 
basic kind of harness applicable to any given 
case. It is, in the end, the responsibility of the 





PURSLEY 


poo3 aq ysnul suoljou Apoq 
a214) [[@ ‘ssourvy uMUIxeU salnbey 


WIIIOJ JO UOIZISOd Jo Ssayp1¥s91 
DNAIP [VUIWII} JOF 9]qQRIeAe UOTIsIND 
-x9 jo yuNoWe UMUIXxeU ‘d9rA9 
yeuruiza; yo adAq 194312 0} a,qQedIT By | 


uo 


| ~BaaTe Japlnoys ‘Bniys Jeprnoys 


-ay1soddo ‘uononpqe seindeos | 


doo] 
Japjnoys-azisoddo § = ‘yuaUTYDeR}e 
SurIyIO]D 10 devays ystem ‘ders ysaqD 


jo1}U0D 


aydiy UOT} EPNINVAVSIP-IIP|NoYys 





UOISUd}X9 JapynoYys pue uOT}IN 
avjndos jO UOlZBUIpPIOOD = sauin aS 
‘yoou pesouMY yQIM s}efqns 07 paywry] 


quouyde} 
-38 Zuryjzo]9 10 deays ysteM ou saimb 
-a1 put ssauiey jo uMUTUTUT B salInboy 





3urj7y JO aUIT} 7B Ssadons 
ayVUI}[N DIUIULIZJap 0} a][qissodul 
‘wiayqoid Zurures} syuaseid ‘(Moga 943 
jo suryoopun pue Zuryoo, Arejyunjoa 
-ul “82 ‘soayeco jo wopresedes 100g 


paeq 
YSIVM IO JUSUIYIERIY Zuryjo]D saimboy 


Ajuo a[pir3 
aepynoys ay} ynoge eeomsey sarnboy 


wiajqord Surures} ou 
‘Suny jo oul} 38 gone aq uo 
SS9D9NS ‘sjo1}UOD JO UOIZeIed|aS POOF 
SOAIZ Beasts SAISSIOXI OU B saunboy 





SUI9}SAS [01}U09 
9]qeo pue ssauieYy WNUTxEU ‘dz Bd1IGRy 
0} pazeojduios ssaurey ‘Ajuo sdums 


MOG]2-2A0Ge Zuo] 10} pepuswuUOsy 


uoneiedo ao1Aap-jeuruia} pur 
UOIxXey WARIO} JO UOIZVIedaS SaplAcIg 





JoyoueR az1UYyap 
JO YOR] 0} Zurmo FZurjejo1 ssourey 
jo Ary AqyIqissod ‘a}BoqQey 07 pazeoduiog 


14319-91NZy MOQ]I-9A0qe 
JO JIOJWOISIP IB]]IX¥ 9}¥19]0} JOU UBD 
OYM SJII(Qns IO} Jorjas SAA1Z ‘sarzITIq 
-edeo Sunsoddns- Peo} 49qvai8 SIPlAoig 





SISBD DUIOS Ul JIOJWOOSIP 1B][Ixe Sasned 
‘sarqriqedes Surj10ddns-peoy pazruny sepy 


anbiu 
-Y99} UOIPBOIQVY Ul 10119 JO aoURYD 
ssa] ‘ssaurey JO JUNOUTE WNUITUTUT SaAI‘) 


uOoIsUd} 


Sniys 19appnoys 
-ayisoddo 9 ‘uononpqe seyndeos 


UOIyBA 
-2]9 Jappnoys ‘uononpqe renders | 


uoIsuazx9 We ‘UOT}INpP 
-qe ivjndeos peyuny ‘uorxey Wy | 


uoIsua}x9 We ‘UOT}ONp 
“qe _aendeos pearyuny “woyxay may | 


uoysua}x9 We 
‘uononpqe aendeos ‘uorxey wy | 





Ajuo 
saayndure pejsaj9s 10} popusuUMIOZY 


(932 “yoeq puryeq 
‘peey I9A0) S¥OI 9}JOUIAI Ul BdIAep 
yeuruia, jo uoneiedo szrumed ‘uo 
-viseidde ainssaid jo asuas paaoid 
-Ull SAAIZ ‘SSOUIBY JOppNoYs sazeurUN| | 


10}0U 
apsnur sysedeurd jo uorsmnodxy 


39] 


| 
| 


doo] s9pynoys-az1soddo ‘dezys ysays | 


WUIWIYIVIIE Zury,O]I 10 
dveiqs ss haa i pee dviys 3949 


__AIPPRS 4apjnoys pure deijs ysoy s) 


_21PPes s9pynogs pus deiqs s9q 





Aressaoou way uorsuad 
-sns aaoiduit 0} sdeiys peuondo 


A all ssousey yar ainsy ‘oyduns 


wae seddn uo uorsuadsns ajduns 





SasBd dWIOS 
UI JAOJWIOOSIP IVI[IXe UIII}x9 sasned 
‘sarjiqedes Sunjiy-peo, poyruny sexy 





938301 0} Spud} ssoureYy 943 
‘a[qeo [O1}UOD UO 39103 Jo UOT} BOIIdde 
auiai3x9 uodn ‘yey os dei33 JuoW 
~YOU7}8 [013009 ay} 10J JOYIUB az1UYap 
OU S2AIZ ‘say Jnoge sdeys saumNbey 


sduinjs Moq]a 
-MO]9q JOYS AIVA IO} UOIXdy Jo aFuvs 
4038018 SOAIB pus worreg warCasoy s}sissy 


Aqyiqeys paaosdun pue sarz11q 
-edeo Supseddne- pro 1938213 eoppAcng 





S9SB JUIOS 
Ul JOJWONSIP IBI[IXe oUIaI}x9 sasned 
‘sarqyiqedes Surzjt]-peo] poe StH 


sonnets Sunt proy pooyunt sty 





sa3pjuvaposiqy 





aayndure Moqy]a-Mojaq 
20} SsoUIEY JO JUNOUIE wUNUTUE SAID | 


yayoos saoqe samury 10 no 0 ou saumnbay 


sadpjuvapy 





"| 
| 
| 
~| 
| 


uoIxay Japjnoys- azisoddo 


“ton onpge send BOS suoytay | 


ae. 
‘woRIApgS send ieindeos wojxey wiy 


uorjonpqe reyndeas § uoIxey Way 


uo1zp42gQ 
40f ajgvprpay suorjopy Kpog 


JAVHD JONIAIAATY ssaNavyH 


LAF 


Stsayzsord 03 Ye SSOIDe RIX 
saysodlo wol1j 43!e-sindy ajduns 


sdeaqs uoisuadsns 


| a]3urs 


SIsay}soid 0} YIVq SsOIde BILIXE 
ayisoddo wosy 14810- esny ajdurg 


YO] MOQ]? UOIsUd}x9-JEp[noys 
yIM yorqUOD [ENP UoOTONpqe 
-1e]NdvIs UOT} ePNIIVAVSIP-J9p[Noys 


YO] MOQ]? 19pynoys-az1soddo 
qua jou. jeNp UoOTINpqe 
-1B[NAeIS UOILPNIIVSIp-9ppNoys 


YO] MOQ]A UOT} BAI]I-19p[Noys 
YA yorjUOD [eNp UoHoNpqe 
~aendeos Wo! B/NI1}4BSIP-19P[NoYys 


JO1}UOD a{d11}_ MOg]a-aAoqy 


joa 
-u0d lenp dvijs-3say9 monye- SA0gV 


Jor 
-W09 |eNp 1yF12-a1nFy MogIa-IAo0qy 


Lyeedouyp bone MOQ]9-MOlIG 


Jo1}U0D 


[enp 3 wYyse-sansy MOg|a-MOlIg 


Jou}U0D 


deijs-jsay + =MOg]a-MOlIg 


[o1}U09 


a[zurs Bia ne aunsy aa MOP 


doo} BixXe® ayqnog |}oxyu09 a apsurs UONR[NIAIVSIP-JsSU MY 


pasmbay sjo4juoy ssousvyy 


agK J ssausvyy 





HARNESS PATTERNS 59 


prosthetist to see that the details are properly 
custom-matched to the wearer and that, after 
adequate amputee training, the harness chosen 
actually fulfills satisfactorily the needs of the 
wearer for whom it was intended. Less meticu- 
lous avenues of approach lead ultimately to 
failure. 

Finally, cognizance should be taken of the 
understandable circumstance that the harness 
patterns presented here have all been de- 
veloped specifically for use with existing 
mechanical devices. The above-elbow and 
shoulder-disarticulation systems—the dual- 
control figure-eight, the dual-control chest- 
strap, and the triple-control patterns—have, 
for example, all been designed around existing 
elbows. Because heretofore the art of harness- 
ing has lagged behind the development of arm 
components, it has been necessary in recent 
years to design the harness systems to fit the 
mechanical parts rather than vice versa. A 
more logical arrangement would have been 
first to analyze the available body control 
motions, to design the harness for maximum 
utilization of these motions in the least awk- 
ward way, and then to design the other parts 
of the prosthesis in such a manner as to be 


operable by control patterns best suited to 
amputee characteristics. Future research in 
harnessing can be expected to influence re- 
design of desirable operational characteristics 
of the mechanical devices now available and 
to encourage the development of wholly new 
and improved arm components. 
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Some Experience in Harnessing 
Extreme Arm Cases 


Was recent developments in shoulder 
prostheses, including that for complete re- 
moval of the shoulder girdle, it is possible to 
fit all upper-extremity amputees with useful 
arm substitutes. But of course it does not follow 
that all patients with high amputations can 
obtain from the available harnessing resources 
a uniformly good level of prosthetic function. 
It is appropriate to review present experience 
with such cases in order to establish realistic 
guides for the fitter. Although there is only a 
limited number of upper-extremity amputees 
with multiple amputations or with amputa- 
tions at very high levels, the UCLA Case Study 
(1) has accumulated a sufficient number to 
make tentative conclusions possible. 

Limitation in the potentialities of shoulder 
harness begins with the unilateral shoulder 
case of the disarticulation type. Unilateral 
humeral-neck amputees with an intact shoulder 
girdle have, in every case known, been able to 
manage the shoulder dual control, and with 
any of several elbow-lock arrangements they 
have been able to carry out all of the opera- 
tions of the prosthesis. Further unilateral 
shoulder losses, or losses of both shoulders at 
various levels, entail such impairment of 
harnessable shoulder mobility that it is im- 
possible to attain the operating effectiveness 
ordinarily to be expected from the major pros- 
thetic controls. A review of several types of 
fittings and the results obtained indicates the 
nature of these limitations. 


! Professor of Engineering, University of California, 
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UNILATERAL SHOULDER AMPUTEES 


In the unilateral shoulder amputee, limita- 
tion begins with the disarticulation because 
the leverage on the amputated side is then so 
reduced that biscapular shrug no longer gives 
the necessary excursion. With most men of 
average to large build, however, the results 
usually are satisfactory (Table 1). In the case 
of M.W., pelvic control was required. T.M., 
a large and broad-shouldered man, obtained 
good function despite large, but not complete, 
clavicle and scapula losses. With the fore- 
quarter case, P.H., the sound shoulder could 
not manage the full control, and the functional 
regain was decidedly marginal. 


BILATERAL ABOVE-ELBOW/SHOULDER 
COMBINATIONS 


No case of bilateral humeral-neck amputa- 
tion has thus far come to notice, but the bi- 
lateral above-elbow/shoulder combination is 
comparatively frequent. Five cases of this 
type can be cited. All save one are at least 
moderately successful. The unsuccessful case, 
C.B., has a number of stump complications 
that have prevented a satisfactory result. 
Otherwise, good operation, one prosthesis 
at a time, is provided by harnessing modifica- 
tions in which the elements of the shoulder- 
disarticulation harness from one side and of the 
figure-eight from the other are combined. It 
should be noted that in all these cases both 
shoulder girdles are intact, and there is in 
addition one humeral stump. Hence, shrug and 
arm-flexion controls can be managed normally. 

The first case of this type, L.S., is a young 
man, age 29, with a right above-elbow stump 
of 10 in. and a humeral-neck amputation on 
the left side. The musculature and mobility 
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Table 1 
EXPERIENCE WITH UNILATERAL SHOULDER AMPUTEES 





~ Sex | Site of Amputation 


Type of Harness 


| 
Results 





| Disarticulation 


| Disarticulation 


-| 
| Basic shoulder 
| with waist control 
| Basic shoulder disarticulation 


Rated as an excellent wearer; 
prosthesis essential to job 
Excellent wearer 


disarticulation 


with high axilla loop for con- 
trol of elbow lock 


Disarticulation 


| Disarticulation 


| with waist control of elbow 


lock 

Partial scapula and 
clavicle 

lock 

Forequarter 


lock 


of both shoulders and of the right stump are 
good. Amputee L.S. is tall and slender but of 
moderately broad-shouldered build. He is 
fitted on the right with an above-elbow dual 
control, on the left with a modified shoulder- 
disarticulation harness with nudge control for 
elbow lock. He is rated as a good wearer and is 
independent in nearly all activities. 

The second case, C.B., is an elderly man, 
age 60. He has a right shoulder disarticulation 
and a left short humeral stump supplemented 
with a tibial graft. Neuromata in the shoulder 
area and tenderness about the tibial graft 
have made fitting difficult; trial fittings with 
numerous types of harness have not been suc- 
cessful. The age of the subject, recurrent 
shoulder pain, and habits of dependence have 
together prevented satisfactory results. 

Another case, M.C., is a young woman, age 
36, with a right short above-elbow and a left 
humeral-neck stump, the latter supplemented 
with a tibial graft not yet ready for fitting. 
Meanwhile, amputee M.C. is operating well 
with the right prosthesis only. She has ac- 
quired skill in eating, drives a car, does house- 
work, and is rated a good wearer generally. 
Future addition of the left prosthesis is un- 
certain. 

Amputee R.G. is a young man, age 31, with 
a right short above-elbow and a left humeral- 


Basic shoulder disarticulation 
with pelvic dual control and | 
manual control of elbow lock 


Basic shoulder disarticulation 
Basic shoulder 
with waist control of elbow 


Basic shoulder disarticulation 
with manual control of elbow 


Good wearer; pelvic control re- 
quired because of pain in axil- 
lary area and limited flexion of 
opposite shoulder 

Not well known; probably an in- 
different wearer 


disarticulation | Excellent wearer 


Dual control limited to minimum 
function. Wears prosthesis prin- 
cipally for cosmetic purposes 


neck amputation. He is tall and rangy with 
broad shoulders. Bilateral pectoral muscle 
tunnels had been constructed, but they were 
eventually closed at the amputee’s request. 
When last seen he was fitted with short above- 
elbow dual control on the right side and shoul- 
der-disarticulation dual control on the left. 
For a while the left elbow lock was operated by 
the pectoral tunnel, but the method of elbow- 
lock operation after removal of the tunnel is 
unknown. Over several years of observation 
this amputee was rated as a moderately good 
wearer and was independent in most personal 
activities. 

Finally, J.L. is a man, age 40, with a right 
above-elbow stump 9 in. long and a left ampu- 
tation at the humeral neck. Of fairly tall and 
rangy body build with good shoulder and 
stump mobility, he was fitted with a right 
above-elbow dual control and a left basic 
shoulder-disarticulation harness, the left el- 
bow lock being operated by a nudge control. 
After fitting and training he attained a good 
level of performance and as far as is known 
continues to be a good wearer. 


BILATERAL SHOULDER DISARTICULATION 


The reduced shoulder width associated with 
the bilateral shoulder-disarticulation case so 
impairs scapular abduction and _ shoulder 
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flexion that complete control of the prostheses 
is not possible. Full operation of the terminal 
device at elbow angles above 90 deg. cannot 
be managed with the dua! control, and a lower 
level of operation must be accepted. The pelvic 
control remains a possibility, but this ex- 
pedient has so many disadvantages of in- 
convenience, awkwardness, and discomfort 
that few if any amputees accept it for con- 
tinuous use. Shoulder control can at best be 
unilateral only. 

Nevertheless, an acceptable level of func- 
tion may result. For example, J.G. is an elderly 
man, age 63, with bilateral shoulder dis- 
articulations. Of medium build and with 
rounded chest, he has to date been completely 
dependent on help from others. Fitting and 
care have been sporadic because of infrequent 
visits to the laboratory. He last was fitted uni- 
laterally with a right prosthesis and a reaction 
cap on the left shoulder. Thus far the fit has 
been promising. At the last visit he had man- 
aged eating and other activities. 


With the congenital anomalies, amelia and 
phocomelia, control functions usually are con- 
sidered as being the same as those for the 
shoulder-disarticulation case. Shoulder girdles 
are narrow because of the absence of humeral 
heads or owing to loose and nonarticulated 
rudimentary elements, so that basic shoulder 
control may not be adequate for bilateral 
function. In phocomelia, with both forearm 
and hand or only hand elements, additional 
help may often be obtained for secondary 
controls such as elbow-lock operation. In any 
event, these congenitals early develop “manip- 
ulation” with the feet, and these capabilities 
have not been matched, so far as is known, by 
any upper-extremity prosthesis. 
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Digest of Major 
Activities of the 
Artificial Limb Program 





Panel on Prosthetics Research and Develop- 
ment 


Meetings of the Panel on Prosthetics Re- 
search and Development were held in Washing- 
ton June 25 and 27. They were preceded by 
meetings of the various subcommittees on 
June 23 and 24. Reports of the subcommittee 
meetings and of the Panel sessions have been 
prepared and distributed. 

Primary consideration was given to the 
formulation of plans for the lower-extremity 
pilot school at Oakland and to subsequent 
courses in lower-extremity prosthetics. Plans 
for the pilot school were initially devised by 
the Subcommittee on Education under the 
chairmanship of Dr. Clinton L. Compere, of 
the VARO Orthopedic and Prosthetic Ap- 
pliance Clinic Team, Chicago. 

Also of interest was the appointment of a 
new editorial board for ARTIFICIAL LimBs, to 
be responsible for the content planning be- 
ginning with the Spring 1956 issue. The new 
board consists of Prof. Howard D. Eberhart, 
of the School of Engineering, University of 
California, Berkeley; Dr. Verne T. Inman, of 
the School of Medicine, University of Cali- 
fornia, San Francisco; Dr. Fred Leonard, of 
the Army Prosthetics Research Laboratory, 
Walter Reed Army Medical Center, Washing- 
ton; Dr. Eugene F. Murphy, of the Prosthetic 
and Sensory Aids Service, Veterans Adminis- 
tration, New York; and Dr. Craig L. Taylor, 
of the School of Engineering, University of 
California, Los Angeles. 

The next meeting of the Panel and sub- 
committees will be held in Washington De- 
cember 1 through 5. 


Resignation of Dr. Thorndike 


Dr. Augustus Thorndike, Acting Director 
of the Prosthetic and Sensory Aids Service 
of the Veterans Administration since PSAS 


was organized in July 1948, resigned that 
position on July 1 to devote more time to his 
increasing responsibilities as chief surgeon to 
the Department of Hygiene, Harvard Uni- 
versity. Because of the many demands for 
his services, Dr. Thorndike has always worked 
with the VA on a part-time basis, and he has 
agreed to remain as 
consultant to the Chief 
Medical Director for 
another year. 

In addition to his 
other duties, Dr. Thorn- 
dike is President of the 
Bay State Medical Re- 
habilitation Clinic, of 
the Perkins Institution, 
and of the Massachu- 
setts School for the 
Blind, and he partici- 
pates generally in other 
fields of medicine. Always active in the area 
of medical literature, he is the author of 
several books and of many journal articles on 
surgical problems, especially those associated 
with trauma. 

Much of the progress attained in all aspects 
of prosthetic and sensory aids is attributable 
directly to Dr. Thorndike’s guidance. He ef- 
fected marked economies in services to dis- 
abled veterans; and better devices, improved 
services, and educational programs have 
been provided under his leadership. Among 
his outstanding contributions to amputee 
rehabilitation was the formulation of the 
clinic-team concept. His plan brought to- 
gether, as a team, surgeons, prosthetists, 
therapists, and engineers. By cooperating 
closely with one another, members of these 
professions have brought new understanding 
to the problems of amputee management. 
The clinic-team approach, once limited to 
facilities of the Veterans Administration, now is 
a widely accepted technique outside the VA. 


DR. THORNDIKE 


Promotion for Dr. Stewart 


Dr. Robert E. Stewart, formerly Assistant 
Director of the VA’s Prosthetic and Sensory 
Aids Service, has been appointed Director of 
PSAS to succeed Dr. Augustus Thorndike. He 
assumed his new duties on July 1. 





Dr. Stewart was graduated from the 
Creighton University School of Dentistry in 
Omaha in 1929 and was engaged in private 
practice until 1942, when he entered active 
military service. During 
World War II, he was 
one of the few members 
of the Army Medical 
Corps to receive train- 
ing in facial and other 
body restorations at the 
Valley Forge General 
Hospital. He joined the 
Veterans Administra- 
tion in 1946 and was re- 
sponsible for organizing 
the VA’s program in 
artificial restorations. 

Dr. Stewart is a 
member of the American Dental Association 
and of the American Academy of Maxillo 
Facial Prosthetics. 


—VA photo 
DR. STEWART 





PROSTHETISTS’ COURSE 
Joun J. Bray 
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Henry F. GARDNER 
New York, N. Y. 
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New York, N. Y. 
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THERAPISTS’ COURSE 


Los Angeles, Calif. 


San Francisco, Calif. 


CHARLES FRYER 
New York, N. Y. 


WARREN SPRINGER 


Regional Schools in Prosthetics 


The first step in launching a series of 
courses in prosthetics for orthopedic clinic 
teams was taken when a pilot school was con- 
ducted at the U. S. Naval Hospital, Oakland, 
California, August 15 through 27. Sponsored 
jointly by the Prosthetic Devices Research 
Project of the University of California (Berke- 
ley) and by the Navy Prosthetics Research 
Laboratory (Oakland), the school was under 
the direction of Dr. Miles H. Anderson, Edu- 
cational Director for the Advisory Committee 
on Artificial Limbs. 

Courses in fitting and aligning the above- 
knee prosthesis and the Navy below-knee leg 
were given to prosthetists, doctors, and 
therapists who will act as instructors in re- 
gional schools to be established at New York 
University and at the University of Cali- 
fornia at Los Angeles. 

Students attending the pilot school were as 
follows: 


PHYSICIANS AND _— SUR- 
GEONS’ COURSE 


RoBERT W. BaiLey, M.D. 
Los Angeles, Calif. 


Grecory Barp, M.D. 
San Francisco, Calif. 


CuHarLEs O. BecuToL, M.D. 
New Haven, Conn. 


Ernst W. BERGMANN, M.D. 
New York, N. Y. 


H. LORRAINE OGG 
Los Angeles, Calif. 


Donatp Covatt, M.D. 
New York, N. Y. 


CAMERON HALL, M.D. 
Los Angeles, Calif. 


ALVIN Hutnick, M.D. 
New York, N. Y. 


New York, N. Y. 


ALvin L. MUILENBERG 
Houston, Tex. 


ROBERT MazeEt, Jr., M.D. 
Los Angeles, Calif. 


M. LARRY VILLALOBOS 


GEORGE SCOVILLE 
Hartford, Conn. 


New York, N. Y. 


ALLEN S. RusseEk, M. D. 
New York, N. Y. 


WitiiaAM A. TosBERG 
New York, N. Y. 


IRENE E. WATERS 
New York, N. Y. 
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WALTER Tuompson, M.D. 
New York,’N. Y. 





The week of August 29 was spent by the 
students in reviewing the course given during 
the previous two weeks and in organizing the 
curriculum to be used in the regional schools. 

The first course at NYU is scheduled for 
early in February 1956, the first at UCLA for 
early in March. 


Studies at PTDL 


One of the interesting projects that has 
been under way at the Prosthetic Testing and 
Development Laboratory of the Veterans 
Administration, New York City, has been 
concerned with the study of stump socks. To 
date, two reports have been issued. The first 
(17-2 PTDL) reviews the experience of sock 
wearers. The second (17-3 PTDL) summarizes 
the results of a study of the quality of stump 
socks as related specifically to washing and 
durability. 

In cooperation with the Orthopedic Shop 
of the New York Regional Office, PTDL cur- 
rently is conducting a comprehensive study 
of repairs of orthopedic and prosthetic ap- 
pliances. The investigation has two aims—to 
determine the chief causes of failure and to 
find a way of controlling or eliminating those 
causes that have been a common source of 


difficulty and thus responsible for frequent 
need for repair. 

Attention is also being concentrated on the 
development of arm braces for cases of paraly- 
sis involving the upper extremity. This in- 


vestigation is being conducted by the 
Prosthetic Testing and Development Labora- 
tory with the assistance of other staff members 
of the Research and Development Division, 
Prosthetic and Sensory Aids Service. In 
several ways the design of arm braces follows 
the principles outlined by the upper-extremity 
prosthetics program, and consequently these 
two areas often supplement each other. 


Personnel Changes at PSAS 


The Prosthetic and Sensory Aids Service 
of the Veterans Administration has announced 
with regret the resignation of Leo Larsen for 
reasons of health. Harold Kesselman has been 
appointed to the position of Materials Engi- 
neer which was established recently in the Pros- 
thetic Testing and Development Laboratory. 
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PSAS Training Courses 


The Prosthetic and Sensory Aids Service of 
the Veterans Administration has announced 
plans for a series of technical training courses 
for its Prosthetic Representatives. These 
specialists are in charge of Prosthetic and 
Sensory Aids Units in VA facilities throughout 
the country and serve as technical and ad- 
ministrative advisers to the professional 
medical staff regarding all appliances. 

The technical training courses will each be of 
two weeks’ duration, the first being scheduled 
for New York City beginning January 9, 1956. 


New VA Film 


A new 16-mm. color and sound motion 
picture, Upper-Exiremity Prosthetic Prin- 
ciples, has recently been prepared by the 
Veterans Administration. Presented in the 
film are examples of government-supported 
research in upper-extremity prosthetics that 
has led to a revised set of principles governing 
the improved design, construction, and fit of 
artificial arms. Included also is a systematic 
description of the functions lost at different 
levels of amputation and of the principles 
involved in effective replacement by means of 
arm prostheses. An armamentarium board 
and other items, among them the latest avail- 
able devices and components, are reviewed in 
detail. Running time, 25 minutes. 

The new film is available on loan to in- 
terested organizations. Requests should be 
addressed to the Central Office Film Library, 
Veterans Administration, Washington 25, 
D. C. 


OALMA Regional Meetings 


The United States is divided into eleven 
regional councils of OALMA members. These 
groups hold regular meetings to discuss tech- 
nical subjects and management problems, and 
orthopedic surgeons and others interested in 
prosthetics are frequently guests. 

Since early last spring (ARTIFICIAL LimBs, 
May 1955, p. 98), the New England Council, 
which forms Region I of OALMA, has con- 
tinued to hold monthly sessions at the Re- 
habilitation Center in Boston. Dr. William E. 
Kenney, Medical Director of the Cerebral 





Palsy Training Center, Fall River, Mass., 
was guest speaker at the March meeting. His 
paper, Improving Relationships between Or- 
thotists, Prosthetists, and Orthopedists, ap- 
peared in the Orthopedic and Prosthetic 
Appliance Journal for September 1955. Re- 
prints are available without cost. 

The New England Council also has or- 
ganized a free library for the benefit of em- 
ployees of artificial-limb and brace establish- 
ments in New England. This project is under 
the direction of Howard Mooney, as librarian, 
with the assistance of John Buckley of Provi- 
dence. Anyone interested in contributing 
reports, reprints, or books to this collection 
should write to Mr. Mooney in care of the 
Boston Artificial Limb Company, 69 Canal 
Street, Boston, Mass. 

Region IT of OALMA (New York and New 
Jersey areas) has announced its 1956 Tech- 
nical Seminar to be held at the Hotel Bilt- 
more, New York City, April 27 and 28. 
Copies of the program may be obtained from 
OALMA National Headquarters, 411 Asso- 
ciations Building, Washington 6, D. C. 


OALMA-ABC Exhibits 


The Orthopedic Appliance and Limb Manu- 
facturers Association and the American Board 
for Certification have initiated a program of 
exhibits at scientific and professional meetings 
in order to acquaint these groups with new 
developments in prosthetics and with the 


certification movement for better-trained 
prosthetists. In the last year, the Association 
has had displays at the scientific sections of 
two meetings of the American Medical Asso- 
ciation, the Clinic Session at Miami, Novem- 
ber 29 through December 2, 1954 (ARTIFICIAL 
Limes, January 1955, p. 66), and the 104th 
Annual Meeting at Atlantic City, June 6 
through 10. The exhibit at Atlantic City was 
in the section on orthopedic surgery. It was 
described in the official program in these 
words: “There has been a_ revolutionary 
change in the training, attitudes, and skills 
of the men who only a few years ago were 
known as and limited as brace fitters; limb 
fitters. The exhibit points out the changes to 
the physician and outlines his recourse in the 
event of unethical or unsatisfactory service.” 
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The Association plans to exhibit at not less 
than four national conventions each year. The 
schedule for the year ahead includes the ex- 
position on Employment of the Physically 
Handicapped, Chicago, November 28 through 
30, 1955; the American Academy of Or- 
thopaedic Surgeons, Chicago, January 28 
through February 2, 1956; the American 
Congress of Physical Medicine, Atlantic 
City, September 9 through 14, 1956; and the 
American Medical Association, Seattle, No- 
vember 27 through 30, 1956. 

Other special exhibits are to be arranged 
whenever the opportunity of reaching an 
important group is afforded the Association. 


Congress of Physical Medicine and Rehabili- 
tation 


The sessions of the American Congress of 
Physical Medicine and Rehabilitation at 
Detroit, August 28 through September 2, re- 
vealed a growing interest in prosthetics on 
the part of physiatrists, as shown both in the 
papers delivered before the Congress and in 
the displays making up the Scientific Ex- 
hibits. Among the papers given, and scheduled 
for publication in the Archives of Physical 
Medicine and Rehabilitation, were Hand Dis- 
abilities, by Dr. Harriet E. Gillette, Director 
of the Physical Medicine and Rehabilitation 
Clinic at Atlanta, Georgia, and The Amputee 
in Industry—A Follow-Up Study, by Dr. 
Charles Long II, Chief of the Division of 
Physical Medicine and Rehabilitation at the 
Henry Ford Hospital in Detroit. 

The exhibits included one by the American 
Board for Certification (see cut, page 68) de- 
scribing ‘Certification in the Artificial Limb 
and Brace Field: A Service to the Physiatrist 
and His Patients.” “‘Armless Children” was the 
subject of a display on cineplasty by Dr. Earl 
F. Hoerner of the Kessler Institute. The booth 
of the Michigan Crippled Children Commis- 
sion, arranged by Dr. Carleton Dean, used a 
number of manikins to display prosthetic ap- 
pliances designed for children. 

Technical films shown to the Congress in- 
cluded Training of the Bilateral Arm Amputee, 
Bobby McClellan—Bilateral Leg Amputee, and 





TE Vhasatisd ond the Orthotisl Prustinctist 
‘MM APPROACH . 


ABC EXHIBIT AT PM&R CONGRESS—This group of volunteers helped to man the 
booth and to answer questions at the display of the American Board for Certifi- 
cation during the 1955 Congress of Physical Medicine and Rehabilitation at the 
Hotel Statler in Detroit the week of August 28. Left to right are Vernon Murka, 
certified prosthetist and orthotist of Dayton, Ohio; Dan H. Strelnick, Chief of 
Physical Therapy at the Veterans Administration Center, Wood, Wisconsin; and 
Marvin L. Sturtz, certified prosthetist and orthotist, Edward F. Schmitt, Presi- 
dent of the E. H. Rowley Company, and Durward R. Coon, certified prosthetist 
and orthotist, all of Detroit. The manikin at right was on loan from the Michigan 


Crippled Children Commission. 


Use of an Hydraulically Operative Assistive De- 
vice (Sabre Arm) in the Rehabilitation of a 
Severely Disabled Polio Patient with Two Flail 
Upper Extremities. 


Advisory Council for ABC 


The eleven hundred certified prosthetists 
and orthotists of the United States maintain 
a council of seventy members to serve as an 
advisory body to the American Board for 
Certification of the Prosthetic and Orthopedic 
Appliance Industry, Inc. Each council mem- 
ber serves also as a one-man information 
center for apprentice prosthetists and ortho- 
tists in his own area. In the 1955 elections 
concluded September 1, the new members 
chosen were as follows: W. T. Adams, Little 
Rock, Ark.; Vernon Allen, Spokane, Wash.; 
Al Amsterdam, Syracuse, N. Y.; Joseph C. 
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Aveni, Boston, Mass.; 
L. B. Barghausen, Co- 
lumbus, Ohio; Richard 
Bidwell, Milwaukee, 
Wis.; D. R. Bohnen- 
kamp, Omaha, Neb.; 
James M._ Bonds, 
Knoxville, Tenn.; Wil- 
more Bremer, Jackson- 
ville, Fla.; Wayne E. 
Brooks, Portland, Ore.; 
Oscar J. Bruce, Roa- 
noke, Va.; John F, 
Buckley,’ Providence, 
R. I.; Lenard C. Ceder, 
Tacoma, Wash. ; Cooper 
C. Collins, Little Rock, 
Ark.; D. R. Coon, De- 
troit, Mich:; John G. 
Cranford, Richmond, 
Va.; Theron M. David- 
son, Indianapolis, Ind.; 
Cedric D. Denison, 
Baltimore, Md.; E. P. 
Dillon, Kansas City, 
Mo.; Kenneth C. Dodd, 
Los Angeles, Calif.; 
Fred Eschen, New 
York, N. Y.; Alexander 
Finlay, Milwaukee, 
Wis.; Wilbur L. Floyd, 
Charleston, S. C.; Les- 
ter R. Fulton, St. 
Louis, Mo.; Joseph P. Giacinto, Detroit, 
Mich.; Alfons R. Glaubitz, Elizabethtown, 
Pa.; A. L. Godbey, Miami, Fla.; R. W. 
Goldsby, Mobile, Ala.; Everett F. Haines, 
Davenport, Iowa; Herbert Hanger, New 
York, N. Y.; Erich Hanicke, Kansas City, 
Mo.; W. Frank Harmon, Atlanta, Ga.; 
Stanley E. Hedges, Indianapolis, Ind.; Emil 
Houk, Chicago, Ill.; Jerome Kessler, Newark, 
N. J.; George I. Kinman, Toronto, Ont.; F. 
L. Lake, Oklahoma City, Okla.; Matt Lau- 
rence, Oakland, Calif.; Paul E. Leimkuehler, 
Cleveland, Ohio; Richard M. Locke, Birming- 
ham, Ala.; Joseph H. Martino, Boston, Mass.; 
William C. McCall, St. Petersburg, Fla.; 
Walter B. McCarty, Philadelphia, Pa.; David 
C. McGraw, Shreveport, La.; Clarence E. 
Medcalf, Minneapolis, Minn.; Alvin R. 
Muilenburg, Houston, Tex.; Vernon Murka, 


—Spencer, Grosse Ile Mich 





Dayton, Ohio; Chester Nelson, Minneapolis, 
Minn.; K. B. Nelson, Pittsburgh, Pa.; Fred 
R. Norton, Texarkana, Tex.; Earl W. Odell, 
Portland, Ore.; Ben Pecorella, Buffalo, N. Y.; 
Laurence Porten, Pittsburgh, Pa.; Nunzio 
Pulizzi, Williamsport, Pa.; Charles Ross, 
Washington, D. C.; Alberta May Rule, Mon- 
treal, Que.; Walter Schoene, Chicago, IIl.: 
James D. Shope, Shreveport, La.; Ralph 
Snell, Nashville, Tenn.; Roy Snelson, Los 
Angeles, Calif.; Edward W. Snygg, San 
Francisco, Calif.; Joseph A. Spievak, Youngs- 
town, Ohio; A. H. Starkey, Hartford, Conn.; 
Michael Stone, Denver, Colo.; George R. 
Thornton, Denver, Colo.; Nicholas Treuhaft, 
Miami, Fla.; Myron T. Vail, St. Louis, Mo.; 
R. N. Witt, Gonzales, Tex.; Charles W. 
Wright, Philadelphia, Pa.; Calvin Yardley, 
Newark, N. J. 


Symposium at AAAS 


Challenging problems involved in the res- 
toration of function to individuals with 
paralysis or amputations will be discussed by 
leading authorities as part of the 122nd 
meeting of the American Association for the 
Advancement of Science in Atlanta during 
the forthcoming Christmas week. At morning 
and afternoon sessions in the Municipal 
Auditorium on December 30, new develop- 
ments in orthopedic braces and in artificial 
limbs will be discussed from the medical, 
engineering, and economic viewpoints. 

Of particular novelty will be presentations 
of the little-known economic aspects of the 
brace and artificial-limb industries, accord- 
ing to Dr. Eugene F. Murphy, Chief of the 
Research and Development Division of VA’s 
Prosthetic and Sensory Aids Service, who is 
organizer of the symposium. Other papers, 
in discussing the social and economic produc- 
tivity of patients requiring braces or artificial 
limbs, will consider the many benefits for the 
individual and the financial as well as the 
humane values earned by society on invest- 
ments in rehabilitation. 

The morning session will be under the 
chairmanship of Dr. Thomas P. Goodwyn, 
Medical Administrative Consultant to the 
Georgia Division of Vocational Rehabilita- 
tion. Dr. Robert L. Bennett, Medical Director 
of the Georgia Warm Springs Foundation, 
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will open the meeting with a discussion of 
the advances made in the bracing of persons 
with severe arm paralysis. Numerous assistive 
devices used by such people in performing 
their daily activities will be demonstrated. 

Miss Grace Marie Freymann, psychologist 
with the Georgia Warm Springs Foundation, 
will analyze the results of a follow-up study 
of polio patients dealing with the economic 
status attained, family assistance required, 
employer and family attitudes, and the need 
for repairs and changes in devices. Donald 
Dabelstein, Assistant Director, Office of 
Vocational Rehabilitation, Department of 
Health, Education, and Welfare, will present 
data regarding the economic outcomes of 
vocational rehabilitation of the orthopedically 
disabled based on the experience of various 
state divisions of vocational rehabilitation. 

E. B. Whitten, Executive Director of the 
National Rehabilitation Association, will 
preside at the afternoon session. It will begin 
with a discussion of the economic aspects of 
the artificial-limb industry by McCarthy 
Hanger, Jr., President, J. E. Hanger, Inc., 
St. Louis, and currently President of the 
Orthopedic Appliance and Limb Manu- 
facturers Association. Included in Mr. 
Hanger’s talk will be a discussion of the na- 
ture of the limbfitting problem, the size and 
geographical distribution of limb shops, the 
historical development of the industry and its 
present methods, its participation in the 
Artificial Limb Program, and its progress 
toward professional status. A similar dis- 
cussion of the economics of the bracemaking 
and fitting industry will be offered by W. 
Frank Harmon of the Atlanta Brace Shop 
and First Vice-President of OALMA. 

A paper on new developments in bracing 
will be presented by Dr. Augustus Thorndike, 
consultant to the Veterans Administration and 
chief surgeon to the Department of Hygiene 
at Harvard University; Dr. Murphy, engineer 
in charge of VA’s research on prosthetic and 
sensory aids; and Anthony Staros, Chief of 
VA’s Prosthetic Testing and Development 
Laboratory. Machine and clinical tests of new 
plastic bushings to reduce wear will be de- 
scribed, as will also a novel brace for low 
back injuries and the application of new prin- 
ciples to braces for paralyzed arms. 














NATIONAL ACADEMY OF SCIENCES—NATIONAL RESEARCH COUNCIL 


The National Academy of Sciences—National Research Council is a 
private, nonprofit organization of scientists, dedicated to the furtherance 
of science and to its use for the general welfare. 

The Academy itself was established in 1863 under a Congressional 
charter signed by President Lincoln. Empowered to provide for all activi- 
ties appropriate to academies of science, it was also required by its 
charter to act as an adviser to the Federal Government in scientific 
matters. This provision accounts for the close ties that have always 
existed between the Academy and the Government, although the Acad- 
emy is not a governmental agency. 

The National Research Council was established by the Academy in 
1916, at the request of President Wilson, to enable scientists generally to 
associate their efforts with those of the limited membership of the Acad- 
emy in service to the nation, to society, and to science at home and 
abroad. Members of the National Research Council receive their appoint- 
ments from the President of the Academy. They include representatives 
nominated by the major scientific and technical societies, representatives 
of the Federal Government designated by the President of the United 
States, and a number of members-at-large. In addition, several thousand 
scientists and engineers take part in the activities of the Research Council 
through membership on its various boards and committees. 

Receiving funds from both public and private sources, by contribution, 
grant, or contract, the Academy and its Research Council thus work to 
stimulate research and its applications, to survey the broad possibilities 
of science, to promote effective utilization of the scientific and technical 
resources of the country, to serve the Government, and to further the 
general interests of science. 





